Design, development, and fabrication of a portable spectrometer-type monitor  Technical summary report, Jun. 29, 1964 - Jan. 31, 1966 by Grove, E. L.
R e p o r t  N o .  I I T R I - U 6 0 1 0 - 1 8  
( T e c h n i c a l  Summary R e p o r t )  
DESIGN,  DEVELOPMENT, AND FABRICATION 
OF A PORTABLE SPECTROMETER-TYPE MONITOR 
G e o r g e  C. Marshall Space Fl ight  C e n t e r  
N a t i o n a l  A e r o n a u t 1  cs 
and Space A d m i n i s t r a t i o n  
I I T  R E S E A R C H  I N S T I T U T E  
https://ntrs.nasa.gov/search.jsp?R=19680008028 2020-03-12T09:09:25+00:00Z
I 
R e p o r t  N o .  I I T R I - U 6 0 1 0 - 1 8  
( T e c h n i c a l  Summary R e p o r t )  
D E S I G N ,  DEVELOPMENT, AND FABRICATION 
O F  A PORTABLE SPECTROMETER--TYPE MONITOR 
J u n e  2 9 ,  1964,  through J a n u a r y  31, 1966 
C o n t r a c t  N o .  N A S 8 - 1 1 7 2 3  
I I T R I  Project  U 6 0 1 0  
Prepared by 
E. L. G r o v e  
of 
IIT R e s e a r c h  I n s t i t i i t e  
Techno logy C e n t e r  
Chicago, 11:irisis O U O I O  r n r -  c 
f o r  
G e o r g e  C. Marsha l l  Space F l i g h t  C e n t e r  
N a t i o n a l  A e r o n a u t i c s  a n d  Space A d m i n i s t r a t i o n  
H u n t s v i l l e ,  A l a b a m a  
6 Copy N o .  January  2 1 ,  1966 
l i t  R E S E A R C H  I N S T I T U T E  
B . . 
FOREWORD 
i This  i s  Report  No- IITRI-U6010-l8 (Technlcal  Summary 
Report)  on I I T R I  P r o j e c t  U6010 ( f c rmer ly  I I T R I  P r c j e e t  C6038) 
e n t i t l e d  "Des ign ,  Development, and F a b r i c a t l o n  of a P o r t a b l e  
Spectrometer  Type MGnltor," 
George C.  Marshal l  Space F l i g h t  Center ,  NatlonaL Aeronaut les  
and Space Adminls t ra t ion ,  Hur i t sv l l le ,  Alabama, under Cont rac t  
N o .  NA38-11723, M r ,  R,  M, Poorman acted as project moni tor ,  
Th i s  r e p o r t  covers the p e r i o d  from June  29, 1964, th rough 
1 
E The work was c m d u c t e d  for the 
E 
E January  31 ,  1966, 
I The research on t h i s  program w a s  conducted by E.  L. Grove, 
W. A. Loseke, and E. S. Gordon, Add i t iona l  a s s i s t a n c e  w a s  
g iven  by H. Be tz ,  R ,  P. S a p e r s t e i n ,  H ,  Bennet t ,  T o  Wonder, 
C. G i e l l o ,  R. S c h u l t z ,  R, B ,  Schwab, and R, F, Lopresti ,  
P 
I D a t a  are recorded i n  Logbooks C14948, C14956, C15193, 
I 
r 1 5 3 4 2  ~ C15608, Cl5-71-4 ~ Cl5S42. aiid C16352; 
Respec t fu l ly  submi t ted ,  t 
Approved by: 
I I T  RESEARCH INSTITUTi3 
E ,  L ,  Grove 
Group Leader 
Ana ly t i ca l  Chemistry Research 
E l i  S. Freeman 
Manager 
P h y s i c a l  Chemistry Research 
ELG/cs / j  ab 
I l l  R E S E A R C H  I N S r l T U T E  
ii IITRI-U6010-18 
ABSTRACT 
DESIGN, DEVELOPMENT, AND FABRICATION 
OF A PORTABLE SPECTROMETER-TYPE MONITOR 
A small  p o r t a b l e  spectrometer  was designed and f a b r i c a t e d  
t o  monitor oxygen and hydrogen a s  t h e  f r e e  g a s  o r  as  d i s s o c i a -  
t i o n  products  i n  t h e  i n e r t  gas  s h i e l d  of t h e  tungs t en - ine r t  
gas  a r c  welding p rocess ,  The hydrogen 6562,8 A and t h e  oxygen 
7771.9 A l i n e s  a r e  t h e  a n a l y t i c a l  l i n e s ,  and t h e  argon 8521,4 A 
l i n e  i s  t h e  i n t e r n a l  s tandard  l i n e ,  These l i n e s  w e r e  s e l e c t e d  
because hydrogen 6562.8 A i s  t h e  on ly  s e n s i t i v e  l i n e  f o r  t h i s  
e lement  i n  the  nea r - in f r a red  and n e a r - u l t r a v i o l e t  r eg ions  and 
t h e  oxygen 7771  A t r i p l e t  i s  the  m o s t  s e n s i t i v e  near  hydrogen, 
The argon 8521.4 A l i n e  was s e l e c t e d  because i t  has  s i m i l a r  
c h a r a c t e r i s t i c s  t o  argon 8408,6 A and i s  a s i n g l e  l i n e  w i t h  no 
s p e c t r a l  i n t e r f e r e n c e ,  Because of design parameters ,  s p e c t r a l  
I t  h a s  o n l y  t h r e e  o p t i c a l  components: the  en t r ance  s l i t ,  the  
c o l l i m a t i n g  d i f f r a c t i o n  g r a t i n g ,  and the  camera ( e x i t  s l i t s  
and p h o t o m u l t i p l i e r  tubes)  A concave g r a t i n g  w i t h  a 60-cm 
f o c a l  l e n g t h  and 610 grooves/mm w a s  b lazed  i n  t h e  second o r d e r ,  
The g r a t i n g  f ace  i s  76 x 50 mm and has  a r e c i p r o c a l  d i s p e r s i o n  
of  1 2  A/mm a t  6562Aand 10 A/mm a t  3524 A,  The t h e o r e t i c a l  
r e s o l v i n g  p o w e r  i s  90,000. This ins t rument  r e s o l v e s  t h e  
oxygen 7771 A t r i p l e t  and has  an o p t i c a l  speed of approximately 
f/8. 
I I T  R E S E A R C H  I N S T I T U T E  
iii I ITRI-U60 10-18 
stay i n  a fixed p lane  because of w o r k  m e t a l  warpage and t h e  u s e  
of c o n s t a n t  a rc - length  welding heads. One end of the f iber  c 
o p t i c  bundle  s e r v e s  as  t h e  en t r ance  s l i t  and t h e  o t h e r  a s  t h e  
l i m i t i n g  a p e r t u r e .  A s p e c i a l  probe mounted on the s i d e  arm 
ho lds  a focus ing  l e n s  wi th  the o p t i c a l  axis  1 5 O  t o  t h e  w o r k  
c 
t 
I 
I 
metal and t h e  three-dimensional  stage diaphragm-aperture mount. 
The focus ing  l e n s  g i v e s  a 3x magn i f i ca t ion  of t h e  arc on t h e  
I-mm l i m i t i n g  a p e r t u r e ,  so t h a t  t h e  ve ry  s h o r t  arcs used i n  
aluminum welding can be monitored. 
used t o  compensate t o  some degree f o r  t he  l i g h t  loss i n  t h e  
f i be r  o p t i c  bundle.  T h i s  wide e n t r a n c e  s l i t  can be used be- 
cause  t h e r e  are no l i n e s  t h a t  produce s p e c t r a l  i n t e r f e r e n c e .  
The 1-mm e n t r a n c e  s l i t  i s  
The va ry ing  l e v e l  of blackbody r a d i a t i o n  e n t e r i n g  t h e  
spec t romete r  w a s  a s e r i o u s  problem. 
u s e  of an o s c i l l a t i n g  r e c t a n g u l a r  pr ism i n  t h e  non-dispersed 
l i g h t  beam. 
t h e  e x i t  s l i t .  
s i g n a l  above t h e  DC c u r r e n t  of the s t r a y  blackbody r a d i a t i o n .  
B y  u s i n g  t w o  l i g h t - t i g h t  compartments, p h o t o m u l t i p l i e r  t u b e  
changes and ex i t  s l i t  ad jus tments  can  be made wi thout  d i s t u r b i n g  
opt ical  al ignment .  
T h i s  w a s  solved by t h e  
T h i s  caused t h e  emission l i n e  t o  osc i l la te  across 
T h i s  o s c i l l a t i o n  e f f e c t i v e l y  produces an AC 
. The s o l i d - s t a t e  readout  system i s  unique s i n c e  it is 
e f f e c t i v e l y  a n  i n s t a n t a n e o u s  d i r e c t - r a t i o  system and n o t  a n  
in t eg ra t ion -wi th - t ime  system. Therefore it i s  ve ry  s e n s i t i v e .  
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. 
The r a t i o  system relates t h e  anaLyt ica l  t o  i n t e r n a l  s t anda rd  i 
response readout  and i s  made possible by t h e  u s e  of t h e  Devar 
r a t l o  computer i n  each a n a l y t i c a l  channel .  The r a t i o  i s  
recorded on Rustrak model 88 reco rde r s .  T h e  e l e c t r o n i c s  a l s o  
p rov ldes  o u t l e t s  f o r  oscilloscope monitor ing of the waveform I t o  es tabl ish proper  o p t i c a l  alignment of the ex i t  s l i ts .  
I 
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. 
D E S I G N ,  DEVELOPMENT AND FABRICATION 
O F  A PORTABLE SPECTROMETER- TYPE MONITOR 
I .  SCOPE O F  THE PROGRAM 
The o b j e c t i v e  of t h i s  program was (1) t o  s tudy  t h e  addl-  
t i o n a l  parameters  involved i n  t h e  s p e c t r a l  monitor ing of 
a tmospheric  contaminants  i n  t h e  tungs t en  i n e r t  g a s  welding 
p r o c e s s  and ( 2 )  t o  des ign  and c o n s t r u c t  a compact p o r t a b l e  
mul t ichannel  spec t rometer  t o  monitor a tmospheric  contaminants  
i n  i n e r t  g a s  s h i e l d s .  
11. EXPERIMENTAL S T U D I E S  OF SPECTRAL PARAMETERS 
- -  A -  S c e c t r a l  and O p t i c a l  Cons idera t lons  
1, Eq72ipment 2nd Ma+erial.s 
I n  o r d e r  t o  s t u d y  t h e  parameters  necessary  f o r  t h e  d e s i g n  
of t h e  p o r t a b l e  spec t romete r ,  a d d l t i o n a l  experiments  w i th  
weld ing  a r c s  w e r e  necessary ,  Equipment inc luded  a v a r i a b l e -  
speed Linde side-beam c a r r i a g e  and a heavy clampdown f i x t u r e  
mounted o n  a 1 0 - f t  s i d e  beam, The beam was h e l d  by t w o  4 - i n  - 
d i a m e t e r  steel columns b o l t e d  t o  t h e  f l o o r ,  The speed of t h e  
s i d e  beam could be v a r i e d  from 1 t o  120 i n , / m i n ,  The clamp- 
down f i x t u r e  was designed t o  noid p l a t e s  l a r g e r  than  18 x 36 in 
An A i r c o  model M60-B T I G  t o r c h  was mounted h o r i z o n t a l l y  
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i n  f r o n t  of t h e  side-beam f i x t u r e  on a s t a t i o n a r y  column 
o p t i c a l  bench suppor t  w a s  designed and mounted on  t h i s  same 
post, 
a t  r i g h t  a n g l e s  t o  the  side beam c a r r i a g e  and spec t rograph  
The l i g h t  energy w a s  t r ansmi t t ed  from t h e  welding a r c  t o  t h e  
spec t rograph  by means of two mirrors and a l e n s  system B y  
removing one mirror t h e  spectrograph could be used occasion- 
a l l y  for  o t h e r  purposes Alignment of t h i s  system was found 
t o  be more c r i t i c a l  than  expected The in i t J . a l  experimental  
l ayou t  is shown i n  F igure  1 
An 
The o p t i c a l  bench and t h e  accessory op t i c s  w e r e  mounted 
Two aluminum a l l o y s  were used d u r i n g  t h i s  s tudy .  2219- 
T87 (9 x 36 x 1/4 i n , )  and 2024 (18 x 36 x 1 i n  ) ,  Because 
of t h e  excess ive  warping of t h e  1/4-.in - t h i c k  p l a t e s  from t h e  
h e a t  du r ing  a welding pass .  t h e  I - i n  p l a t e s  were used f o r  
most of t h e s e  s t u d i e s  S i n c e  these plates still xarped too 
t h e  S-. . -A +-.--h L- m c c h  when u s i i q  L A A t = : U  L u A c i i  L U  ~ ~ i f i t ~ i f i  a r i  l~ny i1 -1  
t o l e r a n c e .  i t  was rep laced  with an  A i r c - o  Automatic Head model 
HMH-D welding u n i t  T h e  B r u s h  Recorder Mark I T  was used t o  
measure v o l t a g e  drop  I..ater these r ead ings  w e r e  checked 
a g a i n s t  a c a l i b r a t e d  FC'A S e n i o r  Voltohmist  
The cons t an t  a r c  l eng th  head followed t h e  warping of t h e  
m e t a l  p l a t e  and t h u s  d i d  n o t  rernaln o p t i c a l l y  a l igned  To 
overcome t h i s  problem. t h e  system on t h e  o p t i c a l  bench was 
changed and t h e  l l q h t  was brought t o  t h e  l e n s  system w i t h  a 
f iber  op t i c  bundle  T h i s  arrangement i s  shown i n  F igure  2 
I I T  R E S E A R C H  I N S T I T U T E  
2 IITRI-U6010-18 
3 IITRI-U6010-18 
I 
I  r 
I 
I 
I 
1 
I 
I 
1 
I 
I 
I 4 IITRI-U6010-18 
I 
. 
I . 
The end of t h e  f iber  o p t i c  bundle ,  which s e r v e s  a s  t h e  
l i m i t i n g  a p e r t u r e ,  was clamped i n  an aluminum block  This  
b lock  a c t e d  a s  a diaphragm on which t h e  p o s i t i o n  o f  t h e  
e l e c t r o d e  t i p  and work metal. could be observed The diaphragm 
b lock  was mounted o n  a three-dimensional  s t a g e  assembled from 
t w o  microscope s t a g e s ,  t h u s  p e r m i t t i n g  t h e  p o s i t i o n i n g  and 
focus ing  o f  any p o r t i o n  o f  t h e  a r c  o n  t h e  a p e r t u r e  A s i n g l e  
focus ing  l e n s  was used The e f f e c t i v e  a p e r t u r e  of t h e  l e n s  
was 16,5 m m ,  and it was pos i t i oned  t o  accept  an 11’ s o l i d  
a n g l e  o f  l i g h t  This  l e n s  h a s  a 39-mm f o c a l  l eng th  and was 
p o s i t i o n e d  76  mm from t h e  e l e c t r o d e  and 8 3  5 mm from t h e  
a p e r t u r e ,  so t h a t  i t s  magni f ica t ion  was approximately 1 1 
The l e n s  ho lde r  and diaphragm u n i t  w e r e  mounted o n  a l / 4 - l n  
aluminum p l a t e .  which i n  t u r n  was mounted o n  t h e  c a s t i n g  t h a t  
h o l d s  t h e  t o r c h  head Thus t h e  d i s t a n c e  from t h e  e l e c t r o d e  t o  
t h e  l e n s  i s  f i x e d ,  and t h e  optical a x i s  forms an 11’ a n g l e  
w i t h  t h e  work metal This  c a s t i n g  r equ i r ed  cons ide rab le  machine 
work t o  p repa re  a p l a n e  s u r f a c e  p a r a l l e l  t o  t h e  e l e c t r o d e  
A s m a l l  j i g  was used t o  p o s i t i o n  t h e  e l e c t r o d e  i n  proper  
a l ignmen t  wi th  t h e  o p t i c a l  a x l s  The d e t a i l s  of t h e  mount 
a r e  shown i n  F igu res  3 and 4 
The spec t rog raph  was t h e  Ja r r e l l -Ash  3 4-meter Ebe r t  
mount ins t rument  model J A - 7 1 0 2 .  wi th  a 15.000 l i n e / i n  p l ane  
g r a t i n g  b l azed  f o r  4000 A 3n t h e  f i r s t  o r d e r  The J a r r e l l - A s h  
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comparator microphotometer model 2100,  was used f o r  dens i to -  
metric measurements The power source  was t h e  M i l l e r  model 
360P AC-DC: welding power u n i t  
P h o t o m u l t i p l i e r  response data  w e r e  needed f o r  electronic 
readout  des ign  s t u d i e s  A p l a t e  was designed t o  suppor t  t h e  
r e q u i r e d  end-on type  phototubes and was mounted i n  t h e  p l a t e  
h o l d e r  of t h e  spec t rograph  
t u b e s  w e r e  mounted, o n e  t u b e  sens ing  an a n a l y t i c a l  l i n e  and 
t h e  o t h e r  t h e  i n t e r n a l  s tandard  l i n e ,  A Nor theas t  high- 
v o l t a g e  power supply was used t o  supply v o l t a g e  t o  t h e  photo- 
m u l t i p l i e r  t u b e s  and t w o  e l e c t r o n i c  microvol tmeters  were used 
Two S-1  response  p h o t o m u l t i p l i e r  
f o r  readout  A Sanborn model 67-1200 four-channel  recorder  
was used t o  record some measurements T h i s  u n i t  records t h e  
response  of each pho tomul t ip l i e r  t u b e  d i r e c t l y  and t h e  r a t i o  
o u t p u t  from t h e  Devar r a t i o  computer 
2, I n t e r n a l  Standard S tudies  
--__--I----- ----- - ------  
------~I-- a Nondispersed-Eight -- - 
A t  t h e  b e g i n n i n g  of t h e  program w e  w e r e  expec t ing  t h e  
weld ing  r e sea rch  group a t  N A S A .  H u n t s v i l l e ,  t o  u s e  an argon- 
he l ium mixture  For t h i s  reason w e  planned t o  u s e  an argon 
e m i s s i o n  l i n e  a s  t h e  i n t e r n a l  s tandard  l i n e  I n  p rev ious  work 
1 w e  s t u d i e d  s e v e r a l  l i n e s  inc luding  7147 5 ,  7 8 9 1 , l .  7 2 7 2 , 9 ,  
'E. L Grove, V R Raziunas.  W A LOseke, and B K ,  Davis ,  
"Spec t rog raph ic  Monitoring of I n e r t  Gas S h i e l d s  f o r  A t m o s -  
p h e r i c  contaminants  . ' I  Welding J . 2 9 ,  2 8 2 ,  1964 
--_ -_----- 
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7 3 8 4 . 0 ,  and 8264.5 A,2 a l l  of which a r e  i n  t h e  13,3-eV exc i t a -  
t i o n  p o t e n t i a l  range, 
The d e c i s i o n  t o  use helium a s  t h e  s h i e l d  g a s  c r e a t e d  a 
problem since t h i s  e l e m e n t  has  on ly  t h r e e  e m i s s i o n  l i n e s :  
6 6 7 8 , 1 5  A ,  2307 e'V: 7 0 6 5 , 1 9  A ,  2 2 , 7 1  e V ;  and 7 2 8 4 , 3 5  A ,  
2 2 , 9 1  e V ,  These e x c i t a t i o n  p o t e n t i a l s  a r e  not  compat ible  wi th  
those  f o r  oxygen ( 1 0 , 7 3  e v ) ,  hydrogen ( 1 2 , 0 9  ev) , and n i t rogen  
( 1 3 , 7  e v ) ,  The e x c i t a t i o n  p o t e n t i a l  o f  t h e  i n t e r n a l  s tandard 
l i n e  should be a s  near  a s  p o s s i b l e  t o  t h a t  of t h e  a n a l y t i c a l  
l i n e s ,  so t h a t  t h e  i n t e r n a l  s tandard l i n e  does n o t  vary  i f  
t h e r e  i s  an a p p r e c i a b l e  inc rease  i n  one o r  a l l  of t he  e l e m e n t s  
of a n a l y t i r a l  i n t e r e s t ,  
S i n c e  a beam of  nondispersed l i g h t  taken from beh ind  t h e  
s l i t  by means of a beam s p l i t t e r  i s  used a s  the i n t e r n a i  
s t anda rd  i n  v a r i o u s  methods of spec t roscop ic  ana l y s  As this 
appeared promising,  I t  would save ca r ry ing  a smal l  q u a n t i t y  
o f  argon and t h e  use  of a bleed system 
The ou tpu t  s i g n a l s  from t h e  nondispersed l i g h t  were 
q u i t e  e r r a t i c  when t h e  a r c  length  o r  s u r f a c e  cond i t ions  
appeared t o  vary ,  Even under cond i t ions  of appa ren t ly  uni- 
form s u r f a c e  and nea r ly  cons t an t  a r c  length with t h e  1- i n , -  
t h i c k  2024 a l l o y  a s  t he  work metal?  the  s i g n a l  f o r  nondispersed 
~~ 
2W, A, Loseke and E L Grove, "Analysis  of Gaseous F luor ine  
and Chlor ine  Compounds by Use of t h e  Stallwood J e t - D . C ,  A r c , "  
Thi rd  Nat iona l  Meeting, Society of Applied Spectroscopy,  
Sep t ,  1964, 
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l i g h t  was q u i t e  u n s t a b l e , w h i l e  t h e  s i g n a l  from an  a n a l y t i c a l  
l i n e  was q u i t e  s t a b l e .  
to - tungs ten  low-current a r c  and w i t h  t h e  tungs ten- to-p la te  
welding a r c s  i n d i c a t e d  t h a t  t h e  changes i n  t h e  phototube 
o u t p u t  from t h e  nondispersed l i g h t  w e r e  completely o u t  of 
p r o p o r t i o n  w i t h  those &:om the a n a l y t i c a l  channel  - 
t i o n s  i n  c u r r e n t  f o r  p l a t e  w e l d  p a s s e s  r e s u l t e d  i n  q u i t e  
l a r g e  changes i n  t h e  nondispersed l i g h t  o u t p u t ,  When a l o w -  
c u r r e n t  tungsten-to- tungsten a r c  was used ,  a change from 10 
t o  20 amp produced a change up to  3,4/1 f o r  t h e  i n t e r n a l  
s t a n d a r d  o u t p u t  and on ly  up t o  104/1 f o r  t h e  a n a l y t i c a l  l i n e  
o u t p u t  wi th  a g iven  l e v e l  of oxygen, This  r e p r e s e n t s  an 
error of 240%, 
The record ings  taken  wi th  a tungsten-  
S l i g h t  v a r i a -  
The e f f e c t  o f  a r c  l e n g t h ,  which is  r e f l e c t e d  i n  c u r r e n t  
and v o l t a g e  changes,  was eva lua ted  from both  t h e  ou tpu t  from 
nondispersed l i g h t  and d ispersed  l i g h t ,  i , e , ,  d i f f e r e n t  
a tomic  l i n e s ,  The 1 - i n -  p l a t e  o f  2024 a l l o y  was shimmed i n  
order  t o  have a 0,155-in,  change f o r  t h e  36 i n ,  of c a r r i a g e  
t r a v e l ,  The i n i t i a l  gap was 0,060 i n , ,  and t h e  f i n a l  gap was 
0 , 2 1 5  i n .  Readings w e r e  taken a t  approximately 6- in ,  i n t e r -  
v a l s ,  The r e s u l t s  f o r  helium and f o r  helium p l u s  o t h e r  g a s  
c o n c e n t r a t i o n s  a r e  summarized i n  F igure  5. The effect  of 
i n c r e a s i n g  a r c  l e n g t h  on three  atomic l i n e s  i s  summarized i n  
F i g u r e  6 ,  The nondispersed l i g h t  v a r i e d  by approximately 
34%, w h i l e  t h e  i n t e n s i t y  of t h e  s p e c t r a l  r a d i a t i o n  decreased 
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l y  14%. I n  a l l  t h e s e  experiments t h e  i m i t i n g  a p e r t u r e  
was focused on t h e  same region a t  a c o n s t a n t  d i s t a n c e  from 
t h e  tungs ten  cathode. 
Although nondispersed l i g h t  i s  used a s  t h e  i n t e r n a l  
s tandard  i n  convent iona 1 ana l y t  i c a  1 emission spectroscopy 
i t  cannot  be a p p l i e d  i n  t h i s  s i t u a t i o n ,  
t h i s  l ies  i n  t h e  n a t u r e  of t h e  l i g h t  i n  t h e  2200- t c  4400-A 
reg ion  and the  6400- t o  2 Z 3 3 - A  reg ion ,  L igh t  i n  a s p e c t r a l  
r eg ion  is e s s e n t i a l l y  made up of t h e  l i n e s  and band components 
of t h e  m a t e r i a l s  producing t h e  l i g h t .  
The pure helium a r c  produced t h e  lowest o u t p u t  from t h e  
The exp lana t ion  f o r  
phototube monitor ing t h e  nondispersed l i g h t  (F igu re  5) , and 
t h e  a d d i t i o n  of any o t h e r  component(s) increased  t h e  photo- 
tube  response ,  even though the  temperature  of  t h e  a r c  was 
a c t u a l l y  s l i g h t l y  decreased,  The a r c  i s  being p a r t i a l l y  
c a r r i e d  by s p e c i e s  w i t h  l o w e r  e x c i t a t i o n  p o t e n t i a l s ,  a s  shown 
by t h e  decrease  i n  t h e  i n t e n s i t y  of t h e  helium l i n e s .  T h i s  
i n t e n s i t y  cont inues  t o  decrease a s  t h e  concen t r a t ion  of gases  
such a s  a rgon ,  oxygen, hydrogen, e t c ,  1% increasedo The 
a d d i t i o n  of 500 ppm of oxygen, n i t r o g e n ,  and hydrogen t o  t h e  
hel ium w i t h  2% argon produced a very  smal l  a d d i t i o n a l  i nc rease  
i n  phototube response ,  b u t  it was not  s u f f i c i e n t  t o  be i l l u s -  
t r a t e d  i n  Figure 5. 
A photograph o f  t he  l i g h t  from t h e  helium a r c ,  which i s  
e s s e n t i a l l y  composed of three emission l i n e s ,  i s  shown i n  
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Figure  7 .  The a d d i t i o n  o f  ano the r  component such a s  argon 
I produces a spectrum wi th  many more l i n e s  (F igure  8 ) ,  and t h e  
I 
I 
I s i g n a l  from nondispersed l i g h t  is  inc reased ,  a s  i l l u s t r a t e d  
i n  F igu re  5. 
could be due t o  poor sh ie ld ing :  t h u s  a i r  and work me ta l  
species became abundant i n  t h e  a r c s ,  
The l a r g e  inc rease  i n  response f o r  long a r c s  
Most e l e m e n t s  have r e l a t i v e l y  complex s p e c t r a  i n  t h e  
n e a r - u l t r a v i o l e t  reg ion .  For t h i s  r ea son ,  t h e  ve ry  sma l l  
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a d d i t i o n a l  l i g h t  f r o m  t h e  l i n e s  of an  added i n t e r n a l  s t anda rd  
o r  s t r a y  i m p u r i t i e s  have l i t t l e  e f fec t  on the  l i g h t  energy 
from a n  a l r e a d y  complex spectrum. 
of t h e  normal o r  nondispersed l i g h t  a s  t h e  i n t e r n a l  s t anda rd  
i s  possible f o r  convent iona l  a n a l y t i c a l  emission spec t roscopy 
b u t  n o t  for high-cur ren t  helium a r c s ,  
Therefore t h e  monitor ing 
b. Dispersed Radiat ion 
Areas  of d i s p e r s e d  r a d i a t i o n ,  i < , e " ,  areas c o n t a i n i n g  no 
e m i s s i o n  l i n e s  (background) ,  w e r e  b r i e f l y  cons idered  by us ing  
a 5 0 - t ~  s l i t  i n  t h e  spectrograph, With the  a r c  l e n g t h  and t h e  
s u r f a c e  c o n d i t i o n  a s  c o n s t a n t  a s  possible,  t h e  background l e v e l  
was r e l a t i v e l y  s tab le  f o r  t h e  helium arc  a t  a g iven  concen- 
t r a  t i o n  of t h e  a tmospheric  contaminants (F igure  9)  . However, 
a s  atmospheric contaminant w a s  added, a p r o g r e s s i v e  change 
o c c u r r e d  (F igu re  10) .. This  r e p r e s e n t s  a change of 54% w i t h  
t h e  a d d i t i o n  of 300 ppm of atmospheric contaminant,  which i s  
much too g r e a t  fo r  use  a s  a reference. The p a r a l l e l  l i n e s  i n  
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Figures 9 and 10 for the same concentrations represent the 
difference in readout response caused by very small differences 
in physical parameters, such as arc length, electrode tip 
configuration, etc. 
c, Evaluation of Arqon Lines 
The response of three argon 'Lines, 6965, 7384 ,  and 8 4 0 8  A, 
and the adjacent backgrounds were measured in a helium-0,5% 
argon shield gas. The 8 4 0 8  A line had a much better signal- 
to-background ratio than either the 6965 or the 7384 A line. 
Not only was the 8 4 0 8  A line the strongest, but the intensity 
of its background was 1/3 and 1/2 that of the 6965 and 7384 A 
lines, respectively. The signal from these lines under various 
conditions was much more stable than that of the nondispersed 
light or background, The effect of increasing concentrations of 
hydrogen and oxygen on specific argon and helium lines is shown 
in Figure 11. There is some change in the intensity of the 
argon line since the excitation potential for argon, 13,09 eV 
is less than that for hydrcgen, 12,09 eV, andfor oxygen, 10.73 eV 
Oxygen has a slightly greater effect because of its lower 
excitation potential. The rather large effect of hydrogen on 
the 6678 A line, 2 3 , 0 7  eV: f o r  helium illustrates why helium 
lines are not sutiable for the internal standard. The respcnse 
from increasing quantities of aIgon in helium was essentially 
a straight line (Figure 11) The line was argon 8 4 0 8  A. 
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3 ,  Analy t i ca l  L i n e  Response 
The response for  t h e  6562 A hydrogen and 7 7 7 1  A oxygen 
l i n e s  a r e  l i n e a r  i n  t h e  range 0 t o  300 ppm (Figure  1 2 )  The 
d i r e c t  response a t  180 amp is  less than t h a t  a t  300 amp; t h i s  
i s  t o  be expected. 
gas  o r  a mixture  of g a s e s ,  had n o  no t i ceab le  effect  on i t s  
The source  of hydrogen, whether hydrogen 
response. When a blank was repassed over  a bead t h a t  had b e e n  
prepared with inc reas ing  l e v e l s  of hydrogen, t h e r e  was a smal l  
i n c r e a s e  i n  t h e  response: t hus  entrapped hydrogen must have 
b e e n  e n t e r i n g  t h e  a r c  and being e x c i t e d  (F igure  12), By us ing  
a c o n s t a n t  q u a n t i t y  of oxygen, t h e  pho tomul t ip l i e r  response,  
when focused o n  t he  7 7 7 1  A t r i p l e t ,  e s s e n t i a l l y  d i d  not  change 
when t h e  argon i n  helium was v a r i e d  from 0 t o  2%, This  con-  
c e n t r a t i o n  of argon is  s a t i s f a c t o r y  i n  t h i s  range. A t  t h i s  
p o i n t ,  a s  a t  o t h e r  t i m e s ,  it w a s  d i f f i c u l t  t o  reproduce d i r ec t  
r ead ings  because of  s l i g h t  d i f f e r e n c e s  i n  a r c  parameters  f o r  
each pass .  
4.  P o s i t i o n  o f  Elec t rode  T i p  
S i n c e  t h e  r e l a t i v e  p o s i t i o n  of t h e  e l e c t r o d e  t i p  w i t h  
r e s p e c t  t o  i t s  p o s i t i o n  t o  t h e  l i m i t i n g  a p e r t u r e  appeared t o  
s i g n i f i c a n t l y  a f f e c t  t h e  photomul t ip l ie r  responses  f o r  t h e  
gases .  t h i s  was b r i e f l y  examined, A 2x image magnif icat ion 
w i t h  a 1-1/4 mm l i m i t i n g  ape r tu re  was used t o  d e t e r m i n e  t h e  
e f f e c t  o f  imaging t h e  e l ec t rode  0 , 2 ,  0 , 5 ,  and 1.0 mm from t h e  
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a p e r t u r e  edge (F igure  1 3 )  The p o r t i o n s  of t h e  a r c  c l o s e s t  t o  
t h e  e l e c t r o d e  t i p  have t h e  g r e a t e s t  abundance of e x c i t e d  
s p e c i e s ,  a s  i n d i c a t e d  by t h e  s e n s i t i v i t y  f o r  oxygen a t  an 
e l e c t r o d e  t i p  d i s t a n c e  of 0,2 mm, This  i n d i c a t e s  t h a t  t h e  
p o s i t i o n  of  t h e  a r c  on t h e  a p e r t u r e ,  t c r  t h e  e l e c t r o d e  t l p  from 
t h e  edge of t h e  L i m i t i n j  apertuie must be c l o s e l y  maintained,  
Thus a smal l  j i g  was prepared t o  maintain t h e  e l e c t r o d e  t i p  
i n  a c o n s t a n t  p o s i t i o n ,  
shown i n  Figure 3 ,  
This j i g  was used wi th  t h e  assembly 
5 ,  C a l i b r a t i o n  Curve S tudies  
A f t e r  t h e  v a r i o u s  parameters t h a t  a f f e c t  e x c i t a t i o n  of 
t h e  i n d i v i d u a l  g a s e s  had b e e n  s t u d i e d ,  t h e  c a l i b r a t i o n  curves 
based o n  t h e  r a t i o  of  t h e  i n t e n s i t i e s  o f  oxygen and hydrogen 
t o  t h a t  of argon w e r e  s t u d i e d ,  A family of curves  i n  which  
0 , 1 2 5  t o  2% argon was used a s  t h e  i n t e r n a l  s t anda rd  was pre- 
pared f o r  oxygen and hydrogen i n  t h e  100- t o  500-ppm range by 
t h e  photographic  densi tometry method, The curves  w e r e  reason- 
a b l y  p a r a l l e l ,  and t h e  p rec i s ion  of t h e  s i x  p o i n t s  i n  forming 
a s t r a i g h t  l i n e  was reasonabllr good These c a l i b r a t i o n  curves 
w e r e  prepared wi th  on ly  one exposure f o r  each c o n c e n t r a t i o n ,  
whereas  c a l i b r a t i o n  curves compiled f o r  t h e  l i t e r a t u r e  ky DC 
a r c  techniques  w e r e  t h e  averages of  8 t o  16 exposures  f o r  each 
c o n c e n t r a t i o n ,  
These c a l i b r a t i o n  curves and s e n s i t i v i t y  da t a  f o r  oxygen 
a s  a f u n c t i o n  of argon concent ra t ion  i n d i c a t e  t h a t  any concen- 
t r a t i o n  i n  t h i s  range w i l l  be s a t i s f a c t o r y ,  
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I n i t i a l  c a l i b r a t i o n  curves  f o r  concen t r a t ions  less than  
100 ppm prepared on a l l o y  2024 were q u i t e  poor. 
a r a t i o n  of  p l a t e  1345 (F igure  14), t h e  work metal  was pre- 
warmed wi th  I two t o  t h r e e  pas ses ,  80 sec pe r  pass., ' A l o w  flow 
of s h i e l d  gas  was maintained between each w e l d  pas s .  Each 
I n  t h e  prep-  
p o i n t  r e p r e s e n t s  exposures  from f r e s h ,  p rope r ly  cleaned 
s u r f a c e s .  
The same c a r e  was used i n  s ecu r ing  t h e  da t a  f o r  p l a t e  
1346 (F igu res  14 and 151, except t h a t  a weld pass  wi th  c l e a n  
s h i e l d  gas  was made over  t h e  new s u r f a c e  and then t h e  d e s i r e d  
q u a n t i t y  of contaminant was added f o r  t h e  next  pass .  The 
heterogeneous l o c a t i o n  of po in t s  seems t o  i n d i c a t e  t h a t  a 
nonhomogeneous concen t r a t ion  of contaminants  a t  t h e  s u r f a c e  of  
t h e  a l l o y  was reduced or more evenly d i s t r i b u t e d  by t h e  pass  
and  appa ren t ly  reduced t o  a cons tan t  l e v e l ,  The change i n  
the s l o p e  a t  the  lower end 0f the  c a l i b r a t i o n  curves  
i n d i c a t e s  t h e  presence of r e s i d u a l  contaminants  e i ther  i n  t h e  
meta l  o r  i n  t h e  s h i e l d  gas ,  
The s p e c t r a l  response r e s u l t i n g  from adsorbed s u r f a c e  
contaminat ion is shown i n  Figure 16 ,  The concen t r a t ion  of t h e  
hydrogen being added was a cons t an t  80 ppm. T h e  f i rs t  reading  
was t a k e n  about  2 min  a f t e r  s t r i k i n g  t h e  a r c  on a co ld  p l a t e .  
The h igh  i n i t i a l  read ings  a r e  be l ieved  t o  be due t o  adsorbed 
m o i s t u r e ,  s i n c e  t h e  change was minor a f t e r  t h e  work metal  
became q u i t e  warm and showed a s t eady  d e c l i n e  a s  t h e  work 
meta l  b e c m h o t  and the moisture  was desorbed. 
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Calcula ted  r a t i o s  based on t h e  readings  of  photomult i -  
p l i e r  tube  response f o r  hydrogen wi th  2% argon (F igu res  17 and 
18) w e r e  prepared by us ing  t h e  fiber o p t i c  bundle  wi th  t h e  
o p t i c a l  system. This  o p t i c a l  system was not  very  e f f i c i e n t  
Hence the o u t p u t  readings  w e r e  low and va r i ed  cons iderably .  
Thus there i s  a n o t i c e a b l e  lack o f  l i n e a r i t y  of i n d i v i d u a l  
p o i n t s .  However, Figure 18 shows t h e  much better reproduci-  
b i l i t y  of c a l c u l a t e d  r a t i o s  from cond i t ions  t h a t  produced two 
e n t i r e l y  d i f f e r e n t  d i r e c t l y  measured curves f o r  hydrogen. 
With s l i g h t l y  longer a r c  l eng ths  both  t h e  d i r e c t l y  
measured curve (F igure  13) and the c a l c u l a t e d  r a t i o s  (F igure  19) 
show g r e a t e r  p r e c i s i o n  w i t h  r e spec t  t o  l i n e a r i t y  and repro-  
d u c i b i  li t y  . 
A temporary o p t i c a l  device was prepared t o  g r e a t l y  magnify 
t h e  e l e c t r o d e  gap and image t h i s  on a screen. Although t h e  
welding machine was supposedly o p e r a t i n g  a t  a cons t an t  gap 
l e n g t h ,  t h e  v a r i a t i o n  during a pas s  and from pass  t o  pas s  was 
c o n s i d e r a b l e ,  even though no s e t t i n g s  had b e e n  changed. 
R e s u l t s  ob ta ined  when t r a c i n g s  from t h e  d i r e c t  r a t i o  
r eadou t  system, t h e  Devar m u l t i p l i e r - d i v i d e r  module, was used 
a r e  shown i n  Figure 2 0 ,  
6. A r c  L e n a t h  and Voltaqe Drop 
The s p e c t r o s c o p i s t  normally t h i n k s  i n  terms of a r c  l e n g t h ,  
whi& t h e  welding e n g i n e e r  records t h e  vo l t age .  W e  b r i e f l y  
explored  t h i s  p o i n t  s i n c e  vo l tage  can vary according t o  t h e  
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machine and t h e  p o s i t i o n  of t h e  connect ing l eads .  W e  w e r e  
unable  t o  develop any c o r r e l a t i o n  be tween o u r  v o l t a g e  read- 
ings  and arc-gap measurements, nor could w e  c o r r e l a t e  t h e  
da t a  s e n t  us by NASA, Huntsv i l l e ,  
7 Blackbody Radiat ion;  t he  Rectanqular  Prism 
A s p e c t r o s c o p i s t  a l lows h i s  instrument  t o  view on ly  a 
p o r t i o n  of  t h e  a r c  be tween  t w o  e l e c t r o d e s  of  some c o n s t a n t  
convenient  l e n g t h ,  such a s  2 t o  3 mm (1 mm = 0.040 i n . ) .  
Blackbody r a d i a t i o n  i s  masked by t h e  diaphragm of t h e  l i m i t i n g  
a p e r t u r e .  I n  a d d i t i o n ,  t h e  o p t i c a l  a x i s  i s  v e r t i c a l  t o  t h e  
a x i s  o f  t h e  e l e c t r o d e s .  
For aluminum welding,  i n  which very  s h o r t  a r c s  a r e  re- 
q u i r e d ,  t h e  a d j u s t i n g  of t h e  e l e c t r o d e s  t o  mask t h e  blackbody 
on t h e  a p e r t u r e  diaphragm is  very c r i t i c a l .  The s i z e  of t h e  
work metal  i s  such t h a t  t h e  o p t i c a l  a x i s  cannot  be a t  a r i y h t  
a n g l e  t o  t h e  e l ec t rode :  t h u s  t h e  degree of blackbody rad ia-  
t i o n  may be zero f o r  one c u r r e n t  and c a r r i a g e  speed ,  b u t  no t  
f o r  a second. 'Jarying e i ther  f a c t o r  could i n c r e a s e  t h e  s i z e  
of t h e  m o l t e n  puddle  so t h a t  t h e  blackbody may i n c r e a s e  
s h a r p l y .  Another f a c t o r  observed was t h e  r e f l e c t i o n  of t h e  
a r c  o n  t h e  smooth p l a t e  sur face .  A t  g iven close d i s t a n c e s  
p a r t  of t h i s  r e f l e c t i o n  was viewed by t h e  l i m i t i n g  a p e r t u r e ,  
which behaved i n  a manner s i m i l a r  t o  b u t  less i n t e n s e  than t h e  
blackbody r a d i a t i o n  from t h e  e l e c t r o d e ,  There w e r e  l a r g e  
changes i n  t h e  pho tomul t ip l i e r  o u t p u t  whenever t h e  o p t i c a l  
system was a d j u s t e d  t o  view t h i s  r e f l e c t i o n ,  
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The internal standard technique will not compensate for 
gross changes such as these, partly because the dispersed 
background level is different at the different wavelengths. 
The principle of the optical wedge was studied to over- 
come this problem. If an optical wedge (Figure 21) is caused 
to oscillate in front of a light beam from an entrance slit, 
the changing thickness of the wedge produces a change in the 
amount of the refraction of the light beam. This causes the 
spectral line to oscillate across the exit slit (Figure 21). 
The thermal background can be a varying DC signal, but the 
oscillation of the line intensity results in a pulsing DC, 
effectively an AC, output that is separated from the thermal 
background. 
Entrance 
A 
Exit 
1 I f "  I 
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OSCILLATING WEDGE AND OSCILLATION OF SPECTRAL LINE 
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A simple wedge dev ice  s u b j e c t  t o  l i t t l e  w e a r  i s  a c i r c u l a r  
o p t i c a l  wedge mounted on a 300-rpm synchronous motor such t h a t  
t he  l i g h t  beam passes  through one  s i d e  (F igu re  2 2 ) .  T h e  
s p e c t r a l  P i n e  does n o t  fo l low a t r u e  h o r i z o n t a l  o s c i l l a t i o n  
bu t  h a s  a s l i g h t l y  c i r c u l a r  p a t t e r n .  However, t h i s  caused no  
t r o u b l e  when it was used with t h e  l a r g e  3.4 m e t e r  spectrograph.  
For e l e c t r o n i c  r eadou t ,  an osc i l l o scope  (AC inpu t )  and a 
B a l l a n t i n e  model 300 e l e c t r o n i c  AC vol tmeter  w e r e  bo th  connected 
a c r o s s  t he  pho tomul t ip l i e r  tube  load. The d e v i a t i o n  of t h e  
wedge was ad jus ted  t o  g i v e  a s i n u s o i d a l - l i k e  10-cps o u t p u t ,  
i n d i c a t i n g  a symmetrical sweep on both sides of t he  l i n e .  
The i n f l u e n c e  of the  wedge was demonstrated w i t h  a cons t an t  
amount of hydrogen by vary ing  the l eng th  of t h e  arc and also 
by in t roduc ing  t h e  glow of t h e  ho t  e l e c t r o d e  i n t o  the ape r tu re .  
?.;To c?Lfferer?ce i n  the wave he igh t  on the o s c i l l o s c o p e  was 
noted 
T h i s  concept  solved t h e  problems a s soc ia t ed  w i t h  back- 
ground,  r e f l e c t i o n s ,  and arc length.  T i m e  d id  n o t  
e v a l u a t i o n ,  s i n c e  c o n s t r u c t i o n  of t h e  spectrometer  
a11 t h e  a v a i l a b l e  t i m e .  
8. NoncataPoqued Emission Lines 
permi t  more 
r equ i r ed  
D i f f i c u l t y  w a s  experienced i n  s tudying  t h e  photomulti-  
When t h e  p l i e r  t u b e  response f o r  t h e  n i t rogen  8216 A l i n e .  
n i t r o g e n  concen t r a t ion  w a s  changed o r  when it w a s  reduced t o  
z e r o ,  t h e r e  w a s  no change. When t h e  spectrum w a s  scanned f o r  
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o t h e r  s p e c i f i c  l i n e s ,  s t rong  pho tomul t ip l i e r  tube  responses 
were o c c a s i o n a l l y  observed a t  unexpected wavelengths.  
i n g  t o  photographed spec t r a  f o r  pure aluminum, e m i s s i o n  l i n e s  
should n o t  be p r e s e n t  a t  t h e s e  wavelengths. 
2024  was used a s  t h e  work meta l  a t  t h i s  t i m e .  
Accord- 
Aluminum a l l o y  
Seve ra l  s p e c t r a  were photographed a t  d i f f e r e n t  c u r r e n t  
d e n s i t i e s  and a r c  lengths .  Severa l  unknown well-def ined l i n e s  
a s  w e l l  a s  s e v e r a l  r a t h e r  broad d i f f u s e  l i n e s  w e r e  found. The 
wavelengths  were c a l c u l a t e d ,  but none could be i d e n t i f i e d  
through t h e  a v a i l a b l e  t a b l e s  and a t l a s e s .  Numerous tests 
were performed t o  ensure  t h a t  these l i n e s  w e r e  e x c i t a t i o n  
l i n e s  and n o t  r e f l e c t i o n s .  
One l i n e  was so c l o s e  t o  the  8216 A n i t rogen  l i n e  t h a t  
t h e  ex i t  s l i t  on t h e  3.4 m e t e r  spec t rograph  d i d  not  exclude 
it. Thus it would not  be p o s s i b l e  t o  exclude it from t h e  
n i t r o g e n  8216 A l i n e  w i t h  t h e  smal l  spectrometer .  A second 
broad and d i f f u s e  l i n e ,  approximately 6 5 4 4  A ,  was found near  
t h e  hydrogen 6562 A l i n e ,  bu t  it was f a r  enough away t h a t  it 
probably  could be masked. 
T h i r t e e n  unknown l i n e s ,  very s t r o n g  t o  moderately s t r o n g ,  
w e r e  found i n  t h i s  region.  fbst w e r e  i d e n t i f i e d  a s  magnesium 
I11 l i n e s .  The l i n e s  w e r e  not i d e n t i f i e d  from t h e  l i t e r a t u r e  
b u t  from t h e  low-current a r c ing  of  very  pure metals  i n  a helium 
atmosphere.  
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Because of t h e  s p e c t r a l  i n t e r f e r e n c e  by t h e  unknown l i n e  
f o r  t h e  n i t rogen  8216 A l i n e  and because t h e  pre l iminary  
p o r o s i t y  s tudy  i n d i c a t e d  t h a t  n i t rogen  i n  hel ium had no 
d e l e t e r i o u s e f f e c t  on t h e  weld bead, n i t rogen  w a s  dropped from 
t h e  e l e m e n t s  t o  be monitored. 
La te r  t h e  s p e c t r a  w e r e  photographed by us ing  aluminum 
a l l o y  2219.  None of t h e s e  l i n e s  appeared,  and t h e  background 
decreased t o  a much lower l e v e l ,  Thus t h i s  a l s o  ind ica t ed  t h a t  
these new l i n e s  and t h e  high background w e r e  l a r g e l y  due t o  
t h e  magnesium i n  t h e  2024 a l l o y .  
B .  E l e c t r o n i c  D e s i q n  C r i t e r i a  
1. Choice of  P h o t o e l e c t r i c  Sensor 
I n  o rde r  t o  s e n s e  t h e  energy of  emission l i n e s  a t  t h e  
r e q d i r e d  wavelengths ,  the sensor must have t h e  fol lowing 
g e n e r a l  c h a r a c t e r i s t i c s :  
(1) F a i r l y  l a r g e  s e n s i t i v e  a r e a  
( 2 )  S p e c t r a l  s e n s i t i v i t y  from t h e  mid-v is ib le  
t o  t h e  near - inf ra red  reg ion  
( 3 )  L i n e a r i t y  over  a wide range of l i g h t  
i n p u t s  
( 4 )  S e n s i t i v i t y  e s s e n t i a l l y  independent of  
ambient temperature  
(5)  High s e n s i t i v i t y  to  l i g h t  i n p u t .  
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The combination of  t h e s e  p r o p e r t i e s  appears  t o  r u l e  o u t  
t h e  a v a i l a b l e  semiconductor sensors  and to  f avor  t h e  photo- 
emission (phototube)  sensor .  The performance of  t h e  s imple 
vacuum phototube s a t i s f i e s  a l l  these requirements  except  t h e  
l a s t .  The m u l t i p l i e r  phototube ( p h o t o m u l t i p l i e r )  has  t h e  
r e q u i r e d  high s e n s i t i v i t y  i n  a d d i t i o n  t o  t h e  o t h e r  p r o p e r t i e s .  
The d a t a  i n  t h e  fol lowing paragraphs i n d i c a t e  why t h e  photo- 
m u l t i p l i e r  is  necessary  and why t h i s  type  of pho tomul t ip l i e r  
t ube  was chosen. 
2. Required S p e c t r a l  Response of Photoemission Sensor 
The major, s p e c t r a l  emission l i n e s  s t u d i e d  f o r  t h e  monitor- 
ing  ins t rument  included:  
Hydrogen 6562.9 A 
Oxygen 7771.9 A 
Nitrogen 8216.5 A 
Argon 
In o r d e r  t o  d e t e c t  t h e  s p e c t r a l  range from 6500 t o  
8550 A, t h e  S - 1  phosphor i s  requi red .  This  phosphor has  two 
peaks ,  one i n  t h e  n e a r - u l t r a v i o l e t  a t  3500 A and one i n  t h 2  
nea r - in f r a red  a t  8000 A. The l a t t e r  peak i s  q u i t e  broad ,  
and a near  maximum response i s  obta ined  through t h e  above 
range  of s p e c t r a .  The S-20 phosphor approaches t h e  r equ i r ed  
r a n g e ,  b u t  i t s  response f a l l s  o f f  r a p i d l y  a t  wavelengths 
l o n g e r  than 8000 A. 
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3 ,  Phototube versus Photomultiplier Tube 
Initial experiments were conducted to compare the RCA 
type 917 vacuum phototube with t'he RCA type 7102 photomulti- 
plier,, Both tubes utilize the S-1  phosphor. The 917 is a 
sensitive phototube with a reasonably large cathode area, 
The 7102 is one of the few photomultipliers with the S-1 
phosphor that is readily available; it is an end-cathode tube 
and has a comparatively low dark current, The Dumont type 8062 
has similar characteristics, including base dimensions, but 
has a somewhat smaller cathode area, 
A suitable mounting and bridge circuit was constructzd 
for the 917 phototube. An Eldorado microphotometer was fitted 
with a 7102 photomultiplier, and tests were run on the oxygen 
emission line at the 500-ppm level of oxygen in the inert 
shield gas, No response was observed with the phototube, The 
photomultiplier gave an output of 1 ,O Pamp at an operating 
sensitivity of 5 pamp per microlumen, 
(if it could have been observed) would have been only 1/100 of 
The phototube response 
its dark current and thus was well beneath its noise level,, 
The RCA 7102 was thus chosen as the operating detector for the 
contamination lines of interest , 
4. Criteria for Internal Standard and Lisht Choppinq 
For direct-reading spectrometers with an internal 
standard the signals are normally integrated as a functior, of 
time, In this method, the energy sensed for the internal 
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s tandard  i s  i n t e g r a t e d  ( a s  i n  t he  charg ing  of a c a p a c i t o r )  
u n t i l  a c e r t a i n  predetermined energy l e v e l  is  reached ,  A t  
t h i s  p o i n t  t h e  s i g n a l  f r o m  t h e  a n a l y t i c a l  l i n e s  of i n t e r e s t  
a r e  a t  a r e l a t e d  l e v e l  and a r e  a u t o m a t i c a l l y  r ead  ou t :  t h e  
procedure i s  then  repeated,, I n  t h e  p r e s e n t  a p p l i c a t i o n ,  w h e r e  
an immediate response  t i m e  was d e s i r e d ,  an o n - l i n e  t ype  of 
r eadou t  i s  e f f e c t i v e l y  needed, T h i s  was accomplished by the  
use  of a r a t i o  computer i n  each a n a l y t i c a l  and i n t e r n a l  s t an -  
dard  p h o t o m u l t i p l i e r  c i r c u i t ,  
Explora tory  w o r k  was necessary  t o  e v a l u a t e  t h e  type  of 
i n t e r n a l  s t anda rd .  The nondispersed l i g h t  from a beam s p l i t t e r  
t o  be used a s  t h e  i n t e r n a l  s tandard  was s e n s e d  by a type  917 
photo tube  and a DC readout  c i r c u i t ,  A t  t h e  same t i m e  a g iven  
a n a l y t i c a l  l i n e  was monitored by us ing  a type  7102 photomult i -  
p l i e r .  For t h i s  experiment, a s  w e l l  a s  for  sl;czeedi.?g @ n e s ,  
a s p e c i a l  p h o t o m u l t i p l i e r  b r idge  and ba lanc ing  c i r c u i t  f eed -  
i n g  i n t o  a DC e l ec t ron ic  microvol tmeter  w e r e  used i n  p l a c e  of 
t h e  Eldorado i n  order  t o  o b t a i n  adequate  dark  c u r r e n t  balanc-  
i n g  c a p a b i l i t y ,  The r e s u l t i n g  average s i g n a l  l e v e l s  ob ta ined  
w i t h  v a r i o u s  types  of a r c s  a r e  g iven  i n  Table 1, 
N o t e  f r o m  Table  1 t h a t  even though the  phototube va lues  
a r e  i n  t h e  mic rovo l t  l e v e l ,  they can be read  w i t h  t h i s  t ype  
of in s t rumen t .  However, from mul t ichannel  r eco rd ings  t h e  
nondispersed  channel  d i d  n o t  vary i n  t h e  same manner w i t h  t he  
e m i s s i o n  l i n e  channel  under va r ious  c o n d i t i o n s .  Thus t h e  
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nondispersed phototube type of internal standard was not 
suitable, Table 2 shows additional signal levels obtained 
with 1-in, aluminum plate welding, these data include various 
argon lines that can be used for the internal standard, ( A  
small quantity of argon was added to the helium shield gas,) 
The 3,4-meter spectrograph was used for  these experiments, 
A s  shown in Tables 1 and 2 7  whereas the photomultiplier 
signal readings are in the volts range, the photomultiplier 
background readings are a sizable portion of the total read- 
ings, (In Table 2 the background reading is the 0 ppm reading,) 
These tables do not include the dark current values, which 
also were a sizable portion of the total (ranging from 0,4 to 
0,8 V ) ,  One-megohm photomultiplier and phototube load resis- 
tors were used throughout, equating microamperes t.o volts, 
An on-off light chopper with an AC amplification system 
is generally used to solve the dark current problem, but this 
does not solve the background level (arc background) problem, 
The latter was solved by using an optical wedge, which acts as 
a chopper, This type of chopper shifts the spectrum line back 
and forth across the exit slit during each revolution, Thus 
the peak-to-peak AC signal that results is proportional only 
to the difference in energy between the emission line and the 
total background, This technique was tried experimentally by 
using a Ballantine model 300 AC vacuum tube voltmeter capaci- 
tively coupled to the photomultiplier anode, The wedge dlsc 
I I T  R E S E A R C H  I N S T I T U T E  
43 IITRI-U6010-18 
0 0  m m  
0 0  
0 0  
F i r (  
f 0  
d u - l  
I I  
m m  
d P  
0 0  a a  
r ld 
c u c u  c c  
0 0  c.y: 
m 
0 0  
0 
k 
4 
f 
00 
m 
P 
0 0  m m  
0 0  
NN 
dl4 
0 m 
u-ld 
I I  
P O  
N 
d 
0 0  a a  
d d  
a l a ,  c c  
E E  
m 
0 0  
0 
0 0 0 0  m m m l n  0 0 0 0  m m m m  0 0 0 0  0 0 0 0  0 0 0 0  0 0 0 0  
P P P P  P ~ P P  
0 0 0 0  
0 0 0 0  
m m a a  
0 0 0 0  
N N N N  
f f * f  
I I I I  I I I I  
0 0 0 0  0 0 0 0  
0 0 0 0  0 0 0 0  m m m m  ***e 
0 0 0 0  
00000000 
0 0  
0 0  
InP 
m e. 
m P  
I I  
0 0 0 0  m m o o  
mmm00 
d d  
h F  
0000 
0 0 0 0  
j 
PI 
0 0 0 0  
0 0 0 0 0 0 0 0  
ddr ld  
0 0 0 0  0 0 0 0  
0 0 0 0 0 0 0 0  0 0 0 0 0 0 0 0  
d d d d  r lddd I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
hlNN 
$ 0 0 0  
N N N  cuzzz c 
0 0 0 0  
c o o o  
4 m m  
W N N  N N N  
a p Z X  
0 0 0 0  
c o o o  
d m l n  
cuooo c 
0 0 0 0  
c o o o  d m m  
L$ 
0 0 0 0  
c o o o  
d h l m  
0 0 0 0  0 0 0 0  0 0 0 0  0 0 0 0  
N 2 0 
00 r( 
0 P 
f P 
00 P 
N 
X 
N 
a 
In a 
N 
0 
r( 
P 
P 
P 
N 
z 
N 
m 
Ln 
\D 
44 IITRI-U6010-18 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
i 
I 
was r o t a t e d  a t  5 r p s ,  g i v i n g  a lo-cps s i g n a l  (two peaks were 
obta ined  f o r  each r e v o l u t i o n ) ,  T h i s  concept  so lved  t h e  dark  
c u r r e n t  problem and a l s o  t h e  h igh- leve l  background problem 
from blackbody r a d i a t i o n ,  
111, DESIGN AND CONSTRUCTION 
-_II 
A ,  O p t i c a l  System -
1 Basic  Desiqn Requirements 
A b a s i c  o p t i c a l  des ign  w i t h  t h e  l e a s t  number of o p t i c a l  
p a r t s  for  al ignment  was considered best f o r  t h i s  spectrometer, 
The des ign  i s  e s s e n t i a l l y  a f ixed  Eagle mount and a modifica- 
t i o n  of t h e  Rowland c i rc le  p r i n c i p l e ,  which c o n s i s t s  
e s s e n t i a l l y  of t h r e e  p a r t s :  the  s l i t ,  the  concave g r a t i n g ,  
and t h e  camera ( i n  t h i s  case  pho tomul t ip l i e r  tubes)  The 
concave g r a t i n g  a c t s  both as  the  dispersing a d  f s c u s i n g  device, 
and no c o l l i m a t i n g  l e n s  o r  m i r r o r  i s  necessary ,  The s l i t ,  
g r a t i n g ,  and camera (pho tomul t ip l i e r  t u b e s )  a r e  fixed on t h e  
Rowland c i rc le ,  and the  spectrum of i n t e r e s t  is  i n  focus a t  
a l l  t i m e s ,  
The s p e c t r a l  reg ion  was determined by us ing  t h e  a v a i l a b l e  
a n a l y t i c a l  l i n e s  f o r  hydrogen and oxygen, The  6562,8 A 
hydrogen l i n e  i s  t h e  on ly  s e n s i t i v e  l i n e  f o r  t h i s  e lement  i n  
t h e  n e a r - u l t r a v i o l e t  and v i s i b l e  spectrum, The 7771,9 A l i n e  
i s  t h e  on ly  oxygen l i n e  close t o  t h e  hydrogen l i n e ,  I n  this 
r e g i o n  the s t r o n g e s t  n i t rogen  l i n e ,  a l though i t  i s  s t i l l  r e l a -  
t i v e l y  weak, i s  the one a t  8216,4 A ,  
111 R E S E A R C H  I N S l l T l J T E  
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The S,1 response tube .  a v a i l a b l e  on ly  i n  t h e  end-on type  
of p h o t o m u l t i p l i e r ,  i s  needed f o r  t h i s  s p e c t r a l  r e g i o n ,  These 
t u b e s ,  i n c l u d i n g  t h e  s h i e l d  and b racke t .  a r e  1,88 i n ,  i n  
d i ame te r ,  and w i t h  the s o c k e t  approximately 5 i n ,  long,  I f  
t h e s e  t u b e s  a r e  t o  be mounted o n  t h e  f o c a l  curve  t o  monitor t h e  
oxygen 7771,9 A and t h e  n i t r o g e n  8216,4 A l i n e s ,  t h e  ve ry  
minimum reciprocal d i s p e r s i o n  possible i s  15  A / m ,  I f  t h i s  d i s -  
p e r s i o n  w e r e  used,  however, the tubes  would be o f f - c e n t e r ,  A 
va lue  of 14 ,6  o r  14,l A / m  would be bet ter .  a l though t h i s  i s  a 
high reciprocal d i s p e r s i o n  for a s m a l l  i n s t rumen t ,  A very  
long focal curve w i t h  r e s p e c t  t o  the r a d i u s  of c u r v a t u r e  i s  
r e q u i r e d  t o  cover the  s p e c t r a l  reg ion ,  
A f t e r  the  g r a t i n g  s p e c i f i c a t i o n s  had been es tabl ished,  
n i t r o g e n  was de le ted  f r o m  the requi red  elements  because of  i t s  
observed  s p e c t r a l  i n t e r f e r e n c e  with t h e  8216 A n i t r o g e n  l i n e  
when 2024 aluminum a l l o y  w a s  used and because n i t r o g e n  appeared 
t o  have no d e l e t e r i o u s  e f f ec t  on w e l d  bead q u a l i t y ,  
- 2----__- G r a t i n g  -. - and ----- Opgica_l Des&gn 
I n  order to  m e e t  system requi rements ,  a g r a t i n g  was de- 
s i g n e d ,  The concave g r a t i n g  has an  82-  by 56-mm grooved sur -  
face, a 60-cm r a d i u s  of cu rva tu re ,  and 610 grooves/mm 
(approximate ly  15,000 grooves / in , )  The g r a t i n g  was b l azed  i n  
the second order for  the  6400- t o  8400-A reg ion ,  T h i s  i n s t r u -  
m e n t  h a s  a speed o f  approximately f /8 ,  
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To e s t a b l i s h  the  r equ i r ed  parameters  of t h e  g r a t i n g ,  
s e v e r a l  c a l c u l a t i o n s  w e r e  r equ i r ed ,  
A ( s i n  i s i n  Q )  mX. = N 
where 
m = o r d e r  
A = l i n e a r  a p e r t u r e  of t h e  g r a t i n g  
N = t o t a l  number of grooves 
i = angle  of  inc idence  of l i g h t  on t h e  g r a t i n g  
Q = ang le  of d i f f r a c t i o n ,  
By d i f f e r e n t i a t i n g  t h e  g r a t i n g  equat ion  (Equat ion 1) wi th  
r e s p e c t  t o  wavelength,  ), (i i s  a c o n s t a n t  wi th  respect t o  A ) ?  
t h e  angu la r  d i s p e r s i o n  equat ion  i s  obta ined:  
B y  combining Equat ion 2 wi th  t h a t  f o r  l i n e a r  d i s p e r s i o n  (Equa- 
t i o n  3 )  and t a k i n g  i t s  r e c i p r o c a l ,  t h e  formula f o r  p l a t e  
f a c t o r  f o r  t h e  g r a t i n g  i s  obtained (Equation 4) 
-- d l  - dQ 
dX - dK 
a - A cos  Q 
d l  N m f  
- 
where 
f = r a d i u s  of curvature . ,  
For an approximation,  assume cos Q '= 1; then the  r e c i p r o c a l  
d i s p e r s i o n  i s  approximately 14,l A / m ,  This  e s t a b l i s h e s  t h e  
grooves  pe r  i nch  r equ i r ed  t o  produce t h e  space needed between 
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pho tomul t ip l i e r  t ubes  on t h e  f o c a l  curve ,  
i s  no t  0 ,  t h e  r e c i p r o c a l  d i s p e r s i o n  w i l l  be less  and w i l l  vary 
a s  a f u n c t i o n  of wavelength,  
However, s i n c e  LQ 
Very c l o s e  r e c i p r o c a l  d i s p e r s i o n  t o l e r a n c e s  could no t  be 
obta ined  by varying the number of grooves per  i nch  by a small  
q u a n t i t y  such a s  1000 o r  2000 grooves,  Gra t ings  a r e  r u l e d  i n  
m u l t i p l e s  such a s  7500, 15,000, o r  30,000 grooves pe r  i n c h  
because of the s e t t i n g s  and c o n t r o l s  on  modern r u l i n g  engines ,  
The angle  of inc idence  normal w i t h  the g r a t i n g  was found 
t o  be 19” (F igure  23), which p l a c e s  the hydrogen 6562 A l i n e  
a s  c l o s e  t o  t h e  en t r ance  s l i t  a s  possible, I f  t h e  optimum 
ang le  of 23O w e r e  used, t h e  hydrogen l i n e  would be r e f r a c t e d b a c k  
very close to  the  en t r ance  s l i t ,  For t h i s  reason  the ang le  of 
i nc idence  would a l s o  i n f l u e n c e  the  r e c i p r o c a l  d i spe r s ion , ,  
B y  c a l c u l a t i n g  Q i n  t h e  g r a t i n g  formula (Equation i), t h e  
fo l lowing  ang le s  w e r e  ob ta ined ,  
Hydrogen 6562,8 A 28O22’ cos Q = 0,8799 
Oxygen 7771,>9 A 38O30’ cos Q = 0,7826 
Argon 852100 A 45O34’ cos Q = 0,7001 
Therefore  the r e c i p r o c a l  d i s p e r s i o n  becomes: 
6562,8 A 12,4 A / m  
7771,9 A 11,O A / m  
8521,O A 9-9 A/mm 
Then the d i s t a n c e ,  r ,  from t h e  c e n t e r  of the g r a t i n g  t o  
t h e  p o i n t  of focus  on the  f o c a l  curve can be c a l c u l a t e d  from 
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t h e  equat ion  f o r  l i n e a r  d i s p e r s i o n  (Equat ion 3). 
sl i ts  f o r  t h e  pho tomul t ip l i e r  tubes are l o c a t e d  a t  t h e s e  
pos i t i ons :  
The e x i t  
6562.8 A 530.1 mm 
7771.9 A 473.2 m 
8521.0 A 430.2 mm 
The o v e r a l l  l ayou t  i s  drawn according t o  s c a l e  i n  
F igure  23. 
d id  no t  i n f l u e n c e  t h e  aluminum welding. 
was used as t h e  i n t e r n a l  s tandard  i n  p l a c e  of t h e  p rev ious ly  
planned 8408 A l i n e .  
l i m i t s  t h e  sweep from t h e  r ec t angu la r  pr ism and a proper  wave 
form s i g n a l  i s  n o t  poss ib l e .  
Nitrogen a t  8216 A w a s  n o t  included s i n c e  t h i s  gas 
T h e  8521 A argon l i n e  
The 8428 A argon l i n e  i s  so close t h a t  it 
The o p t i c a l  compartment i s  a c t u a l l y  d iv ided  i n t o  two p a r t s  
s epa ra t ed  by a s o l i d  l i g h t - t i g h t  b a r r i e r .  One p a r t  c o n t a i n s  
t h e  e n t r a n c e  s l i t ,  g r a t i n g  and mount, and t h e  r e c t a n g u l a r  
prism; t h e  other p a r t  c o n t a i n s  t h e  ex i t  s l i ts ,  pho tomul t ip l i e r  
t u b e s ,  and mounts. The ex i t  s l i t  for  each emission l i n e  was 
Located on t h e  f o c a l  curve  i n  t h e  c a l c u l a t e d  p o s i t i o n ,  and t h e  
p o s i t i o n s  were checked experimental ly .  
Y-3/8 i n .  I D ,  extend from t h e  exi t  s l i t  assembly through t h e  
b a r r i e r  w a l l .  
S l i t - e x t e n s i o n  t u b e s ,  
With t h i s  two-compartment arrangement it i s  p o s s i b l e  t o  
a d j u s t  t h e  exi t  s l i t s  wi th  t h e  instrument  i n  ope ra t ion .  
m u l t i p l i e r  t ubes  can a l s o  be replaced without  d i s t u r b i n g  
Photo- 
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t h e  o p t i c a l  a l ignment ,  The b a r r i e r  wa l l  a l s o  adds s t r e n g t h  
and r i g i d i t y  t o  the case ,  
The case  was made from Benelex 100A, a m a t e r i a l  recom- 
mended by the  Mechanical Engineering Div is ion ,  This  m a t e r i a l  
i s  h igh ly  r e s i s t a n t  t o  mois ture  and thermal e f f e c t s ,  A l l  
j o i n t s  except  those  f o r  the  l i d s  w e r e  jo ined  w i t h  epoxy r e s i n  
and b o l t s .  
3 "  Grat ing  and Mount 
The g r a t i n g  b lock  i s  b o r o s i l i c a t e  g l a s s ,  56 by 8 2  by 1 2  mm, 
The dimensions of the f ace  a r e  50 and 76 mm, An o f f s e t  edge, 
3 by 3 mm: wascnund  on each of the fou r  sides of the blank so 
t h a t  i t  could be held behind a frame w i t h  the concave f a c e  
p r o j e c t i n g  i n  f r o n t  of the mount. Thus t h e  g r a t i n g  i s  mounted 
i n  a s p e c i a l l y  designed shock- re s i s t an t  mount, so t h a t  t h e  
grating caniiijt become dislodged and damaged, The h a s j  c details 
of the  g r a t i n g  and mount a r e  shown i n  Figure 24, 
Between the frame and the o f f s e t  edge, the t o l e r a n c e  i s  
on ly  0,005 i n , ,  and between the  g r a t i n g  blank and the  w a l l s  of 
the mount, 0,010 i n ,  Thus t h e  frame. a l s o  a c t s  a s  the cen te r -  
i n g  device, ,  The g r a t i n g  i s  held a g a i n s t  t he  f r o n t  r e t a i n i n g  
frame by t h r e e  f l a t  0 ,020-in,  phosphor bronze s p r i n g s ,  T h i s  
p r o v i d e s  equ iva len t  p re s su re  a t  a l l  p o i n t s  so t h a t  t h e r e  w i l l  
be no d i s t o r t i o n  due to  pressure ,  w h i c h  would be the  s i t u a t i o n  
if t h e  frame held the g r a t i n g  blank a g a i n s t  the back wa l l  of 
t h e  mount, 
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4. Rectanqular  P r i sm - S l i t  S y s t e m  
The o p t i c a l  wedge p r i n c i p l e  using t h e  r o t a t i n g  c i r c u l a r  
wedge as p rev ious ly  desc r ibed ,  Sec. I I . A . 7  w a s  t o  be used i n  t h e  
small  spectrometer .  A c i r c u l a r  g l a s s  d i s c  ground 3.3" o f f  
p a r a l l e l ,  and r o t a t e d  a t  300 rpm was placed a t  1 i n .  and o t h e r  
d i s t a n c e s  from the en t r ance  s l i t .  A t  t he  1-in.  p o s i t i o n  t h e  
a n a l y t i c a l  emission l i n e s  o s c i l l a t e d  through a d i s t a n c e  of 
3.5 mm a t  t h e i r  exi t  s l i ts .  With t h e  r o t a t i n g  wedge we w e r e  
unable  t o  maintain t h e  s inusoida l - type  10 pulse/sec wave form 
on t h e  o s c i l l o s c o p e  screen  when any apprec iab le  blackbody 
r a d i a t i o n  was imaged on t h e  aper ture .  Although the r o t a t i n g  
wedge was very  s a t i s f a c t o r y  when used wi th  t h e  l a r g e  spec t ro-  
graph,  it w a s  n o t  p o s s i b l e  t o  maintain even i l l u m i n a t i o n  over  
t h e  t o t a l  f a c e  of the  g r a t i n g  i n  t h e  small  spectrometer .  T h i s  
effect  was barely p e r c e p t i b l e  when viewing only t h e  arc plasma 
b u t  t h i s  uneven i l l u m i n a t i o n ,  i .e . ,  modulation e f f e c t  w a s  
r e a d i l y  v i s i b l e  when t h e  glowing e l e c t r o d e  t i p  w a s  imaged on 
the  e n t r a n c e  ape r tu re .  
T o  overcome t h i s  problem t h e  c i r c u l a r  wedge was rep laced  
w i t h  a r e c t a n g u l a r  prism t h a t  o s c i l l a t e d  symmetr ical ly  a t  
300 cps  w i t h  a Borg synchronous motor ( F i g u r e  23) .  The prism 
was r e c t a n g u l a r  crown g l a s s  block 1.25 i n .  wide, 1.0 i n .  t h i c k  
and 1 . 7 6  i n .  high.  I t  was encased i n  a m e t a l  frame and mounted 
v e r t i c a l l y  between two bear ings .  
T h e  e n t r a n c e  slit is t h e  end of t h e  f i b e r  o p t i c  bundle 
and i s  1 mm wide and 19.8 mm high. T h i s  1-mm s l i t ,  which i s  
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cons idered  very  w i d e ,  w a s  used i n  o rde r  t o  b r i n g  i n  as  much 
l i g h t  energy as possible and compensates f o r  t h e  l i g h t  l o s s  due 
t o  t h e  f iber  o p t i c  bundle.  
r e s o l u t i o n  i s  n o t  necessa ry  and s i n c e  no close l i n e s  from t h e  
argon-helium s h i e l d  gas and 2219 aluminum a l loy  are p r e s e n t  t o  
in te r fe re  w i t h  the a n a l y t i c a l  and i n t e r n a l  s t anda rd  l i n e s .  
The in s t rumen t  w a s  found t o  be much more s e n s i t i v e  than  
expected so t h e  e n t r a n c e  s l i t  w a s  reduced from 1 mm t o  0.5 mm 
i n  width.  
A wide s l i t  i s  possible s i n c e  h igh  
The ex i t  s l i ts  w e r e  2 mm w i d e  and 22 mm i n  h e i g h t .  These 
w e r e  reduced t o  1 mm i n  width when the e n t r a n c e  s l i t  w a s  re- 
duced. The load resistors i n  the p h o t o m u l t i p l i e r  t u b e s  w e r e  
a l so  changed. 
The ex i t  s l i t  arrangement and p h o t o m u l t i p l i e r  t u b e  housing 
asse!mbly are shown i n  F i g u r e  25. 
t u b e  s h i e l d ,  which i n c l u d e s  t h e  space f o r  socket connec t ions ,  
T h e  o v e r a l l  l e n g t h  of t h e  
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i s  6-3/4 i n ,  
t h e  p h o t o m u l t i p l i e r  tube  housing i s  1-13/32 i n ,  
permits t h e  emission l i n e  t o  defocus and cover  a greater area 
of t h e  ca thode ,  
The c e n t e r  of t h e  assembly i s  2 .062  i n , >  above t h e  base of the  
c a s e ,  
reduced by t h e  use  of shorter tube-to-,socket l e a d s  and smaller 
AN connec tors ,  This  i n  t u r n  would have pe rmi t t ed  t h e  use of a 
smaller o v e r a l l  case (F igu re  231 ,  
The connector  tube  between t h e  s l i t  assembly and 
This  space 
The base  p l a t e  fo r  t h i s  assembly i s  8 i n ,  long ,  
The o v e r a l l  l e n g t h  of  t h i s  assembly could have been 
T h e  e x i t  s l i t  c a n  be ad jus t ed  i n  the l a t e r a l  d i r e c t i o n  
w i t h  a s c r e w  a d j u s t m e n t ,  The v e r t i c a l  adjustment  i s  also 
accomplished by means of a screw locknut  arrangement a t  each  
c o r n e r  of t h e  s l i t  assembly> These s c r e w s  f i t  i n  the base  p l a t e  
bo l t s  t h a t  w e r e  d r i l l e d  and tapped f o r  t h i s  purpose,  The jaws 
of the  ex i t  s l i t s  a r e  prepared  f r o m  1/64.-in,, r a z o r  blade s tee l  
and mounted w l t h  small  screws,  T h e  sharpened wedges se rve  as  
the  e x i t  s l i t  jaws, 
B r a s s  was used i n  c o n s t r u c t i n g  these p a r t s  a s  w e l l  as  
t h o s e  fo r  the g r a t i n g  mount, 
_____ 5,  Fiber -.-. O j t i c  .- Bundle 
The f iber  o p t i c  bundle  w a s  p repared  such t h a t  t h e  e n t r a n c e  
s l i t  and l i m i t i n g  a p e r t u r e  ends had the same dimensions,  
namely, 1 by 19,8 mm,, The fibers are  0 ,004  i n , ,  i n  d iameter  and 
are para l le l  so t h a t  t h e  bundle i s  very n e a r l y  cohe ren t ,  The 
core m a t e r i a l  i s  S h o t t  F-2 .  nD = 1,62, g l a s s  rod ,  and the 
c o a t i n g  i s  K i m b l e  R-6 g l a s s ,  nD = 1 . 5 2 ,  
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The bundle i s  covered wi.th l a t e x  rubber. tubi.ng, which i n  
t u r n  i s  covered w i t h  t i nned  copper t u b u l a r  b r a i d ,  The ends 
a r e  cemented i n t o  s p e c i a l  s l i t  blocks, ,  
6 ,  Sidearm Mount 
The s idearm mount, s e t  on 1 /4- in ,  aluminum p la te  and 
_-.----- --- 
s i m i l a r  t o  t h e  one used i n  t h e  experimental  work ( F i g u r e s  3 
and 4 ) .  u s e s  a larger l e n s  f o r  more l i g h t - g a t h e r i n g  p o w e r  and 
g r e a t e r  magn i f i ca t ion ,  This  mount i s  n o t  a t t a c h e d  d i r e c t l y  to  
t h e  s idearm of  t h e  welding machine b u t  t o  a p l a t e  t h a t  h a s  
a l r e a d y  been f i t t e d  t o  a p a r t i c u l a r  machine,, The l a y o u t  i s  
shown i n  F igure  26, 
The d i s t a n c e  from t h e  arc t o  t h e  l e n s  i s  88 mm and from t h e  
l e n s  t o  t h e  a p e r t u r e  i s  264 m, T h i s  g i v e s  an  e f f e c t i v e  magni- 
f i c a t i o n  of  3x0 The l e n s  s e l e c t e d  i s  a coa ted  achromat w i t h  a 
d i ame te r  of 34 mm and a f o c a l  l e n g t h  of  66 mm., Thus w i t h  a 
1-mm ( 0 , 0 4 0 - - i n 0 )  e n t r a n c e  slit t h e o r e r i c a l l y  an arc  gap of  
0,014 i n ,  can be viewed, The e f f e c t . i v e  a p e r t u r e  of t h e  l e n s  i s  
approximate ly  33 mm because of  the  r e t a i n i n g  r i n g  i n  t h e  
h o l d e r ,  and a t  t h i s  d i s t a n c e  i t  a c c e p t s  a s o l i d  ang le  o f  ;2@.. 
The o p t i c a l  a x i s  w i t h  t h e  work metal i s  1 5 O . ,  I n  o u r  es t ima-  
t i o n  the d iameter  d i s t a n c e  and magn i f i ca t ion  v a l u e s  are t h e  
best o p t i c a l  compromise, I f  a l a r g e r  l e n s  had been used ,  a 
l a r g e r  a n g l e  w i t h  t h e  work metal  would be r equ i r ed , ,  Then t h e  
probe would be looking  i n t o  more o f  t h e  h o t  puddle i n s t e a d  of  
behind  i t ,  If the  l e n s  were moved closer t o  t h e  a r c ,  more fog- 
g i n g  would r e s u l t  and a l a r g e r  ang le  w i t h  t h e  work meta l  would 
be r e q u i r e d ,  I I T  R E S E A R C H  I N S T I T U T E  
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T h e  l i g h t  e n t e r s  t h e  f i b e r  bundle a t  a s o l i d  angle  of 
9.0°, which i s  a l s o  t h e  emerging angle a t  t h e  en t r ance  sl i t .  
Th i s  i s  s u f f i c i e n t  t o  e f f e c t i v e l y  f i l l  the  g r a t i n g .  
s l i g h t l y  o v e r f i l l s  the  g r a t i n g ,  which i s  necessary t o  avoid 
v a r i a t i o n  of t h e  background s i g n a l  i n  a 5-cps p a t t e r n  and 
t h u s  t o  avoid record ing  a background s i g n a l  a s  p a r t  of the  AC 
s i g n a l .  T h e  aluminum block  t h a t  holds  t h e  end of t h e  f i b e r  
o p t i c  bundle  also a c t s  a s  t h e  diaphragm on which t h e  p o s i t i o n s  
Th i s  
I 
I 
I 
I of t h e  e l e c t r o d e  t i p  and work metal can be observed. T h i s  
I 
I 
diaphragm block i s  a l s o  mounted on  t h e  three-dimensional  s t a g e  
t h a t  pe rmi t s  t h e  p o s i t i o n s  and focusing of any p o r t i o n  of the 
a r c  on t h e  ape r tu re .  I 
I 
A T i f f e n  1A series V f i l t e r ,  which removes a l l  s p e c t r a  
i n  t h e  2200- t o  6000-A r eg ion ,  f i t s  i n t o  t h e  l e n s  ho lde r  
directly i:: f r o n t  of t h e  l e n s .  
The o v e r a l l  o p t i c a l  l a y o u t  i s  summarized i n  F igu re  27. 
B. E l e c t r o n i c  System 
1. Funct iona l  Descr ip t ion  
The e l e c t r o n i c  system developed i s  e s s e n t i a l l y  a t h ree -  
channel  system t h a t  monitors  t h e  hydrogen 6563 A l i n e ,  t h e  
oxygen 7771 A l i n e ,  and t h e  argon 8521 A l i n e .  
i s  f o r  the  i n t e r n a l  s tandard .  
diagram i s  shown i n  F igu re  28. 
comple te ly  from t h e  115VAC l i n e .  
chopper motor ( 5  r p s ) ,  the  regula ted  low-voltage DC s u p p l i e s ,  
The l a s t  l i n e  
The complete f u n c t i o n a l  block 
The ins t rument  i s  operated 
The AC feeds a synchronous 
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and some alarm c i r c u i t r y .  which 1s not shown, The low-voltage 
supplies, i n  t u r n ,  feed  a l l  cf t h e  ampl i fy ing  and computing 
c i r c u i t . r y  and t h e  high-voltage r e g u l a t e d  supply f o r  t h e  photo-  
m u l t i p l i e r  t u b e s ,  No vaculim tubes a r e  used. except t h e  two i n  
t h e  r e c o r d e r s  themselves ,  Note that. the i n d i v i d u a l  c a l i b r a -  
t i o n  r h e o s t a t s  o p e r a t e  from t-he common high--vol tage  supply ,  
The v a r i a t i o n  i n  system s e n s i t i v i t y  (30. L O O .  and 300 ppm) i s  
a t t a i n e d  v i a  a load-switching c i r c u i t  a t  t h e  ou tpu t  of the  
hydrogen and oxygen channels  The 1 0 , c p s  s i g n a l s  from t h e  
three p h o t o m u l t i p l i e r s  a r e  theT; ampl i f 1 ed V I  a t.hree AC- coupled 
ampl i f i e r s 
Behind t h e  AC a m p l i f i e r s  are full-wave r e c t i f i e r s .  accom- 
plishing nonsynchronous d e t e c t i o n  These a r e  followed by 
sir ,gle t- ime-constant f i l t e r s  Ampl i f ica t ion  of t h e  r e s u l t i n g  
DC s l y r i a l  l e v e l s  i s  accompiished w i t h  small opera t iona l  ampll- 
f i c r  modu les :  t h e  DC is thus raised t o  a v o l t a g e  and power 
l e v e l  a p p l i c a b l e  t o  o p e r a t i o n  of t h e  Devar m u l t i p l i e r - d i v i d e r  
computer modules. cont inuous ly  computing the o u t p u t  r a t i o  of 
each a n a l y t i c a l  l i n e  t.o t h e  argon i n t e r n a l  s t anda rd  l i n e  The 
q u o t i e n t  s i g n a l s  a r e  f i n a l l y  applied t o  min ia tu re  p o i n t -  
t r a c k i n g  Rus t rak  r e c o r d e r s  The  r e c o r d e r s  have bui l t - - i n  
adjustable h i g h - l e v e l  c o n t r o l  c o n t a c t s  that o p e r a t e  i n  conjunc-  
t i o n  w i t h  s e p a r a t e  c o n t r o l  c i r c u i t r y  to  form a h i g h - l e v e l  
v i s u a l  a n d  a i ~ d i b l e  a l a r m  system 
I I T  R E S E A R C H  I N S T I T U T E  
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2 Desc r ip t ion  of Commnent.g, 
a,------ The Photomu1tipl.i ---.-- .- ..._..-.-.- e r  _. and ._.. -,-.--.-_...I-_-..----- 1 ts Power Susp&, 
The photomult . ipl iex c i r c u i t  1 s  shown i n  the c i r c u i t  
diagram of a typical  channel a m p l i f i e r  i n  F igure  29,  and i t s  
p o w e r  supply i s  shown i n  t h e  c i r c u i t .  diagram of the control 
u n i t  i n  F igure  30, The RCR type 7102 i s  a 10--stage end- 
cathode t y p e  w i t h  an  S-1 spectral  response, ,  I n  t h i s  c i r c u i t  
i t  i s  o p e r a t e d  a t  a nominal vo l t age  of 1,OOOV w i t h  ad jus tments  
from 800 t o  1 , 2 O O V . ,  A s i n g l e  Dumont-type Mu.-metal s h i e l d  i s  
used t o  i s o l a t e  the tube  from magnetic f i e l d s . ,  The dynode 
d iv i .der  c u r r e n t  of 100 :'.amp i s  s u f f i c i e n t  t o  p reven t  appre- 
c i a b l e  load ing  due t o  e i ther  s i g n a l  c u r r e n t s  o r  excess ive  da rk  
cu r re f i t . ,  The range f o r  each of t h e  two a n a l y t i c a l  channels  
( 0 - 3 0 ,  0-100,  o r  0.- .300 p p m )  i s  c h a n g e d  by swi t ch ing  i n  d i f f e r . ,  
e n t  p h o t o m u l t i p l i e r  l o a d  r e s i s t a n c e s . ,  Sirice, the p h c t o m u l t i p l i e r  
is a c u r r e n t  . -g  e n e r a t l n g  (h igh  impedance) d e v i c e ?  t 'he  output.  
v o l t a g e  i s  d i r e c t l y  p r o p o r t i o n a l  t o  t h e  load r e s i s t a n c e , ,  The 
f u l l - s c a l e  anode v o l t a g e  f o r  each range i s  a nominal 0 .8V 
pEak.to-peak, Therefore  the maximum s i g n a l  cu r ren t .  which 
o c c u r s  i n  the 300-ppm p o s i t i o n ,  .is 0,8V/l..OM,or 0 . .8  "amp.. For 
t he  a rgon  channel  a c o n s t a n t  10M load r e s i s t a n c e  i s  used I 
The high v o l t a g e  f o r  the p h o t o m u l t i p l i e r s  i s  ob ta ined  
f r o m  a DC-DC c o n v e r t e r  (F igu re  3 0 ) ;  t h i s  1s a solid-state 
module N o . .  IL2-1750, supp l i ed  by t h e  TTT I n d u s t r i a l  Labora- 
t o r y  t h a t  g e n e r a t e s  2,OOOVDC from a 28VDC i .nput. .  The 2 8 V  
i n p u t  i s  deri\red f ro in  t.he t l 0 V  r egu la t ed  supply  ( ano the r  module  
1 1 1  R E S E A R C H  I N S T I T U T E  
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i n  t he  c o n t r o l  u n i t )  and t h e  - 1 8 V  from t h e  Devar r e g u l a t e d  
p o w e r  supply,  The connect ions t o  t h i s  supply are shown i n  
Figure 28, The -2,OOOV from the conver te r  i s  app l i ed  t o  a 
corona-type r e g u l a t o r  tube c i r c u i t :  t h e  corona tube  o p e r a t e s  
a t  1,200V0 Ind iv idua l  r h e o s t a t s  f o r  t h e  t h r e e  channels  con- 
nected from t h e  -1,200V l i n e  a d j u s t  t h e  v o l t a g e s  a c r o s s  the 
pho tomul t ip l i e r  dynodes t o  vary the  g a i n  of t h e s e  tubes ,  T h i s  
i s  an i n t e r n a l  adjustment  and should n o t  have t o  be changed 
a f t e r  t h e  i n i t i a l  c a l i b r a t i o n  of t h e  va r ious  channels ,  
The effect  of  ambient temperature  on t h e  s e n s i t i v i t y  of 
t h e  p h o t o m u l t i p l i e r s  r e s u l t s  on ly  from a change i n  photo- 
m u l t i p l i e r  supply v o l t a g e ,  With a 4OoC temperature  change, 
from 5OC t o  45OC. t h e  o u t p u t  vo l tage  f r o m  the conve r t e r  changes 
4% This  changes the corona tube vo l t age  0 4% and, due t o  the 
e i g h t  p o w e r  exponent ia l  r e l a t i o n s h i p  of t h e  p h o t o m u l t i p l i e r ,  
changes the g a i n  of the photomul t ip l ie r  about  3%, 
b,---- Channel - -- I-- A m n l _ i f & e r .  - C L r c u _ l - t r y  
The three channel a m p l i f i e r s .  which a r e  e f f e c t i v e l y  
c a r r i e r - t y p e  a m p l i f i e r s ,  amplify the  10-cps s i g n a l  from the 
r e s p e c t i v e  p h o t o m u l t i p l i e r s ,  r e c t i f y ,  f i l t e r .  and amplify the 
r e s u l t i n g  DC s i g n a l  f o r  a p p l i c a t i o n  t o  the m u l t i p l i e r - d i v i d e r  
modules,  As shown i n  Figure 28, a f i e l d - e f f e c t  t r a n s i s t o r  i s  
a p p l i e d  a s  a high-impedance inpu t  s t a g e  and i s  fol lowed by a 
p l a n a r  b i p o l a r  t r a n s i s t o r  f o r  a d d i t i o n a l  a m p l i f i c a t i o n ,  The 
t h i r d  ( b i p o l a r )  s t a g e  a c t s  a s  a p h a s e - s p l i t t e r :  two s i g n a l s  
t h a t  d i f f e r  i n  phase by 1807 a r e  produced and app l i ed  t o  a 
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full-wave r e c t i f i e r  c i r c u i t ,  
d i r e c t l y  coupled t o  t h e  first and t h a t  a d i rec t -coupled  
degene ra t ive  feedback loop ex is t s  between t h e  two,., 
Note t h a t  t h e  second s t a g e  i s  
The open-loop vo1t.age g a i n  f o r  t h e  t w o  stages i s  approxl- 
mately 1,300 and t h e  closed-loop ga in  i s  10 ,  g i v i n g  a feedback 
f a c t o r  of 43 decibels,  The 10M b i a s  r e t u r n  res i s tor  a t  t h e  
f i e l d - e f f e c t  t r a r m s t o r  g a t e  i s  boots t rapped t o  the source  
through the 0.56-,;:. coupl ing  c a p a c i t o r ,  This  ach ieves  an  e f f e c -  
t i v e  i n p u t  impedance for  t h e  st .age of 1,000M and t h u s  p r e s e n t s  
a n e g l i g i b l e  load  t o  t h e  (maximum o f )  10M pho tomul t ip l i e r  l oad  
r e s i s t a n c e , ,  
The f requency response of t h e  RC a m p l i f i e r ,  a s  fed from a 
high-impedance source, i s  from 4 t o  40 c p s ,  The maximum 
s i g n a l  o u t p u t  i s  15  to  1 6 V ,  peak- to-peak ,  T h i s  r e s u l t s  i n  a 
DC s i g n a l  at the f i l t e r  o u t p u t .  t a k e n  across the  12- c a p a c i t o r ,  
of 0,.64V. The r e c t i f i e r - f i l t e r  c i r c ? ~ i t .  i s  average reading  and  
employs p a r a l l e l - c o n n e c t e d  d iodes  and a h igh  r e s i s t a n c e  load 
to a c h i e v e  llnearity over a wide r;ir!ge of s i g n a l s .  The f i l t e r  
t i m e  c o n s t a n t  i s  approximately 0 2 sec 
The DC a m p l i f i e r  i s  a d i f f e r e n t i a l - i n p u t  o p e r a t i o n a l  
a m p l i f i e r  t y p e ,  I t  i s  a s m a l l  s o l i d - s t a t e  module mounted o n  
the c a r r i e r  a m p l i f i e r  c i r c u i t  board a long  wi th  t h e  o t h e r  com- 
p o n e n t s ,  I ts  feedback loop g i v e s  a stabilized g a i n  of 1 6 ,  
r a i s i n g  the 0.64V f i l t e r  o u t p u t  t o  a f u l l - s c a l e  o u t p u t  of 1 O V  
for each  channe l ,  The DC a m p l i f i e r  i s  oper.ated i n  a noninver ted  
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mode t o  g i v e  a ve ry  h igh  c losed - loop  i n p u t  impedance so t h a t  
l oad ing  of t h e  high-impedance r e c t i f i e r  c i r c u i t  i s  p reven ted ,  
Note t h a t  the DC output  of a l l  t h r e e  channel  a m p l i f i e r s  
i s  rou ted  t o  t h e  a p p r o p r i a t e  i n p u t  of t h e  Devar m u l t i p l i e r -  
d i v i d e r s  ( r a t i o  computers) i n  Figure 28., The o u t p u t  of t h e  
argon channel ,  i n  a d d i t i o n .  i s  routed  t-o a pane l  meter c i . r c u i t  
i n  t h e  c o n t r o l  u n i t ,  
t h e  f u l l  1 O V  f o r  t h e  channel  r e a d s  f u l l  scale on  t h e  pane l  
meter ,  The pane l  meter d e f l e c t i o n  is  used i n  i n i t i a l  c a l i b r a -  
t i o n  of the  s y s t e m ,  T h i s  procedure i s  desc r ibed  l a t e r . ,  
The meter c i r c u i t  i.s ar ranged  such t h a t  
c,  Ra t io  Computers 
-.^.-I---- --- .  -.  
The two r a t i o  computers a r e  the  Devar-Kinetics type  
19-302 multiplier-divlder , T h e s e  a r e  so l i  61-state high-speed 
swi t ch ing  modules i n  wh ich  t h e  computer f u n c t i o n s  a r e  performed 
by va ry ing  the w i d t h  and height- of short  p u l s e s  and by sub- 
sequen t  i n t e g r a t i o n  The computer funct-ion i s  a s  fo l lows .  
where I 
A1 and k are c o n s t a n t s  0 
The p r i n c i p a l  c o n s t r a i ' i t s  a r e :  
AIXl - <; 1 
x3 
where 
X2 = p o s i t i v e  p o l a r i t y  va lue  
X3 = p o s i t i v e  polar1  t y va lue  
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I n  the present system, a +lOV potent ia l  from t h e  r egu la t ed  
supply  i n  the cont ro l  u n i t  i s  used for X2' 
m u l t i p l y i n g  resistors a r e  used f o r  each of the A1 and A. posi- 
t i o n s ,  making t h e s e  c o n s t a n t s  0 5 and 2 ,  r e s p e c t i v e l y .  T h u s  
A l s o ,  40,000 ohm 
the f u n c t i o n  becomes: 
.- xo - 
0,,5 x1 
x3 
10) 2 
Therefore  i f  X1, t h e  a n a l y t i c a l  line s i g n a l  energy,  and X3, 
t h e  s t anda rd  argon s i g n a l ,  a r e  equa l ,  t h e  o u t p u t  f o r  the Devars 
i s  a c t u a l l y  1 O V  and the f u l l - s c a l e  r a t e d  v a l u e s  f o r  t h e  X1 and 
X3 Devar i n p u t s  are also 1 O V .  I f  f o r  some reason  the X1 i n p u t  
should be greater than  t h e  X3 i n p u t ,  the o u t p u t  would r ise  
above the f u l l  s c a l e  of 1OV and could n o t  be read  on t h e  re- 
c o r d e r ,  Thus the f i r s t  c o n s t r a i n t  above must always be main- 
t a i n e d ,  The physical  c i r c u i t r y  does n o t  permit X3 t o  become 
nega t ive ;  t h u s  a l l  of t he  c o n s t r a i n t s  a r e  m e t  The computer 
modules operate ove r  a w i d e  range of i n p u t s :  a t  2% of f u l l -  
scale  i n p u t  t h e  o u t p u t  e r r o r  i s  only 1%. 
_" d 1 _____-  Contro l  -- ---- _-  wit: -R?cordeFs I .  al3d-PoFTeL SuPPlies 
The c i r c u i t r y  f o r  t h e  c o n t r o l  u n i t  1s shown i n  Figure 
The h igh-vol tage  r e g u l a t o r  and the  argon c a l i b r a t i o n  c i r c u  
have a l ready been d i s c u s s e d ,  The  + l O V  power supply i s  t h e  
30 
t 
Plug-~n Ins t ruments  model SPS-2010-P and i s  r a t e d  a t  1OV and 
175-  rnamp o u t p u t  
to  13OVAC w i t h i n  0 ,Ol% and has  a noise. o u t p u t  of 0 8 m V ,  
T h i s  supply r e g u l a t e s  l i n e  changes from 100 
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The alarm c i r c u t r y  (Figure 30)  c o n s i s t s  of t h e  thermal  
de l ay  r e l a y ,  t h e  convent ional  r e l a y ,  buzzer ,  l i g h t ,  and push 
bu t ton ,  When t h e  high-level  l i m i t  for e i t h e r  a n a l y t i c a l  
channel  i s  reached,  t h e  de l ay  r e l ay .  t h e  buzzer ,  and t h e  l i g h t  
a r e  energized,> A f t e r  a 2-sec de lay ,  t h e  de lay  con tac t  opens,  
deenerg iz ing  t h e  buzzer ,  t h e  l i g h t ,  and the de lay  h e a t e r ,  
A f t e r  t he  h e a t e r  c o o l s ,  the c o n t a c t s  c l o s e  aga in  and so on, 
g iv ing  on-off c y c l e s  of  approximately 2 s ec  each,  
The two r e c o r d e r s  a r e  Rustrak model 1 4 1 - A  recorder-  
c o n t r o l l e r s ,  These a r e  meter-movement min ia tu re  r eco rde r s  i n  
which a clamping ba r  i n t e r m i t t e n t l y  clamps the meter needle t o  
t h e  p r e s s u r e - s e n s i t i v e  paper.  making a small  d o t ,  T h e  cl.amp- 
i n g  ( s t r i k i n g )  r a t e  i s  3-3/4 per sec and t h e  c h a r t  speed i s  
450 i n , / h r ,  producing d o t s  t h a t  a r e  spaced 0 , , 0 3  i n ,  a p a r t . ,  
Adjus tab le  c o n t a c t s  a r e  provided f o r  high-lEvel  and low-level  
c o n t r o l ,  Only t h e  h igh- leve l  c o n t r o l  i s  used i n  t h i s  system, 
When the m e t e r  needle  reaches t h e  p o i n t  at- which t h e  c o n t a c t  
i s  set ,  a ground c i r c u i t  is completed and ,  through ampl i f ica-  
t i o n ,  a c o n t r o l  r e l a y  i s  energ ized ,  The c i r c u i t  diagram f o r  
the r eco rde r -con t ro l  i s  shown i n  Figure 3 1 ,  
The + 1 8 V  and - 1 8 V  sources ,  which feed  the channel ampli- 
f i e r s ,  the r a t i o  computers,  and the h i g h - v o l t a g e  c o n v e r t e r ,  a r e  
supp l i ed  by the  Devar-Kinetics type 19-601 power supply ,  T h i s  
i s  a s o l i d - s t a t e  r egu la t ed  supply t h a t  r e g u l a t e s  l i n e  v a r i a -  
t i o n s  from 95 t o  13OVAC w i t h i n  0.,025%; its noise  ou tpu t  i s  
1 mV. 
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Figure 31 
C I R C U I T  DIAGRAM O F  RUSTRAK RECORDER-CONTROLLER 
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Figure  3 2  i s  t h e  i n t e r c o n n e c t l n g  w i r i n g  diagram, The 
v a r i o u s  panel-mounted modules are ar ranged  i n  t h e  same p h y s i c a l  
l o c a t i o n s  as  t h e  a c t u a l  modules, The connec t ions  t o  t h e  t h r e e  
p h o t n m u l t i p l i e r s  are l o c a t e d  i n  t h e  upper r i g h t  w i t h  t h e  
m i l i t a r y  s p e c i f i c a t i o n s  connector p i n  d e s i g n a t i o n s ,  
t o  t h e  sychronous 300-rpm chopper motor is shown i n  t h e  upper 
l e f t ,  The +18V, -18V, and ground connec t ions  t o  t h e  channel 
amplifier and t h e  r a t i o  computers are made w i t h  i n d i v i d u a l  
leads t h a t  run  t o  a t e rmina l  board a t  the  Devar power supply 
sou rce ,  T h i s  r b c i l i t a t e s  t roub le shoo t ing  and l e s s e n s  the 
p o s s i b i l i t y  of c ross -coupl ing  between channels ,  Separate 
c i r cu i t -g round  and chassis-ground systems are used,  The con- 
n e c t i o n s  shown t o  the r a t i o  computers a r e  i n  the same r e l a t i v e  
p o s i t i o n s  a s  the a c t u a l  connec t ions ,  The t w o  r eco rd ing  meters 
and the  o n e  pane l  m e t e r  a r e  a c t u a l l y  l-mamp f u l l - s c a l e  meters 
and are connected w i t h  10,000-ohm series r e s i s t a n c e  t o  o b t a i n  
t h e  1OV f u l l - s c a l e  d e f l e c t i o n  
The wi r ing  
3 , C a l i b r a t i n q  Procedure 
The e l e c t r o n i c  c a l i b r a t i n g  procedure f o r  the Welding 
Spectrometer Analyzer i s  q u i t e  simple,, Before a c t u a l  c a l i b r a -  
t i o n ,  however, i t  i s  a d v i s a b l e  t o  check the  p o s i t i o n  of t h e  
three e x i t  s l i t s  w i t h  t h e  a i d  of an  o s c i l l o s c o p e ,  W i t h  the 
v e r t i c a l  i n p u t  t o  the scope connected to  t h e  AC AMP t e s t  j a c k  
and the ground t e s t  j a c k  of a g iven  channel  a m p l i f i e r ,  t h e  
co r re spond ing  s l i t  i s  a d j u s t e d  such t h a t  a 10 pu l ses / sec  
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5 WIRING FOR INSTRUMENT 
t 
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t 
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waveform i s  displayed.  I f  t h e  s l i t  i s  s u f f i c i e n t l y  o f f  center 
t o  one s i d e  o r  t h e  o t h e r ,  only a 5 pulses/sec waveform would 
be obtained.  The waveshape can be ad jus ted  so t h a t  t h e  duty 
cyc le  i s  not  unduly h igh  o r  l o w  by a d j u s t i n g  t h e  c rankshaf t  
throw of t h e  r ec t angu la r  prism. 
I n  a c t u a l  e l e c t r o n i c  c a l i b r a t i o n ,  t h e  argon s tandard  
channel i s  set up f i rs t .  With t h e  predetermined percentage of 
argon added t o  t h e  s h i e l d  gas t h e  r h e o s t a t  i n s i d e  t h e  c o n t r o l  
u n i t  l abe led  "AR" i s  adjus ted  so t h a t  an on-scale of t h e  panel 
meter i s  obtained.  The pot  should t h e n  be locked. The hydrogen 
channel can n e x t  be c a l i b r a t e d .  With a known concent ra t ion  of 
hydrogen added t o  t h e  s h i e l d  gas ,  e .g . ,  100 or 200 ppm, t h e  
r h e o s t a t  l abe led  "hydrogen" i s  ad jus ted  so t h a t  t h e  proper 
d e f l e c t i o n  i s  obtained on t h e  hydrogen recorder  (wi th  t h e  proper 
range selected a t  t h e  channel a m p l i f i e r ) .  This  pot should then 
be locked. The same procedure should be followed f o r  t h e  oxygen 
channel. The system now should be i n  proper c a l i b r a t i o n .  
4. O p e r a t i n q  Procedure 
The opera t ing  procedure f o r  the system i s  exceedingly 
simple. The instrument  i s  turned on by means of t h e  main power 
s w i t c h  and t h e  proper range se l ec t ed  f o r  hydrogen and for  
oxygen a t  t h e  r e s p e c t i v e  channel ampl i f i e r s .  During ope ra t ion ,  
the  argon energy monitoring panel m e t e r  should be observed from 
t i m e  t o  t i m e .  I t  should not  go off s c a l e  o r  t o  extremely low 
va lues  fo r  optimum accuracy. I f  the d e f l e c t i o n  does go t o  
e i ther  extreme, a t roubleshoot ing a n a l y s i s  must be made. 
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5 Troubleshooting S u q ~ g s & ~ ~ ~ s  
A l l  of t h e  panel-mounted modules can be withdrawn from 
the cab ine t  and  t e s t e d  under power because of t h e  s l a c k  l ead  
length  provided, If t roub le  i s  suspected i n  one of the channel 
a m p l i f i e r s ,  check t h e  DC vol tages  a t  t h e  var ious p o i n t s ,  a s  
shown i n  t h e  c i r c u i t  diagram, If a channel appears  t o  be noisy.  
connect an osc i l l o scope  t o  the  AC AMP j ack ,  The noise  a t  t h i s  
p o i n t  (w i th  the  u n i t  i n  the  rack o r  sh ie lded  w i t h  a sheet of 
grounded f o i l )  should be less than 5 t o  15  mm peak-to-peak of 
60-cps pickup wi th  the HV s w i t c h  (photomul t ip l ie r  supply) i n  
t h e  c o n t r o l  u n i t  turned off, Some random ( w h i t e )  no ise  w i l l  
be added wi th  the HV turned on and the chopper motor turned 
L ~ ~ ~ u s e  of tile dark current tlowing i n  t h e  photomul t lp l ie r  
To t e s t  the var ious  c i r c u i t  p o i n t s  i n  the HV supply: a 
20,200 oh~,s /vz l t  ( c r  higher)  meter should be used t o  prevent  
loading ,  The c u r r e n t  drawn by each photomul t ip l ie r  dynode 
d i v i d e r  i s  only  about 100 ’ amp; t h i s  f a c t  should be coilsidered 
i f  or when dynode vol tage  measurements a r e  made, 
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